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A transient hot-wire apparatus was used to 
measure the thermal conductivity of ar- 
gon with both steady-state and transient 
methods. The effects of wire diameter, 
eccentricity of the wire in the cavity, axial 
conduction, and natural convection were 
accounted for in the analysis of the steady- 
state measurements. Based on measure- 
ments on argon, the relative uncertainty at 
the 95 % level of confidence of the new 
steady-state measurements is 2 % at low 
densities. Using the same hot wires, the 
relative uncertainty of the transient mea- 
surements is 1 % at the 95 % level of 
confidence. This is the first report of ther- 
mal conductivity measurements made by 



two different methods in the same appara- 
tus. The steady-state method is shown to 
complement normal transient measurements 
at low densities, particularly for fluids 
where the thermophysical properties at low 
densities are not known with high accu- 
racy. 
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Introduction 



The transient hot-wire system has been accepted 
widely as the most accurate technique for measuring the 
thermal conductivity of fluids over a wide range of 
physical states removed from the critical region. How- 
ever, one of the drawbacks of this system is the need for 
increasingly larger corrections for the finite wire diame- 
ter and the outer boundary in the limit of zero fluid 
density. This effectively establishes a lower limit in pres- 
sure, at approximately 1 MPa for argon (corresponding 
to 28 kg m"^ in density), where the uncertainty in ther- 
mal conductivity increases dramatically. If transient 



measurements are made on gases below 1 MPa, the 
thermal conductivity is generally higher than the best 
theoretical estimates. Below 1 MPa, the linear region in 
the temperature rise vs the logarithm of time is greatly 
reduced or no longer exists for transient hot-wire mea- 
surements of gases. This curvature in the transient tem- 
perature rise is due to extremely large effects of the 
correction for finite physical properties of the wire at 
short times, and to the penetration of the transient ther- 
mal wave to the outer boundary at longer times, as the 
thermal diffusivity increases significantly in the limit of 
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zero density. At low densities, the magnitudes of these 
corrections (comparable to the measured temperature 
rise itself) make it almost impossible to obtain an accu- 
rate mathematical description of the observed transient 
heat transfer in the hot-wire cells. 

To overcome these difficulties, researchers often ex- 
trapolate measurements along an isotherm from higher 
densities to obtain the thermal conductivity of the dilute 
gas. The dilute-gas thermal-conductivity data obtained 
by such an extrapolation procedure have significantly 
more uncertainty than the data used in the extrapolation. 
Near the critical temperature the critical enhancement 
contributes significantly to the total thermal conductiv- 
ity even at relatively low densities. This introduces cur- 
vature in thermal conductivity isotherms and makes the 
extrapolation to the dilute gas limit even more uncertain 
for isotherms near the critical temperature. Further- 
more, the 1 MPa restriction makes the transient hot-wire 
instruments inappropriate for measuring thermal con- 
ductivity in the vapor phase at temperatures where the 
vapor pressure is below 1 MPa. Inconsistencies in dilute- 
gas thermal conductivities obtained by various re- 
searchers using transient hot wires have seriously weak- 
ened the credibility of the technique. 

These problems increase the relative uncertainty at 
the level of 95 % confidence of the thermal conductivity 
obtained with the transient hot-wire technique from 
0.3 % for measurements at higher densities to about 2 % 
at the lower densities, which are the focus of the present 
work. This 2 % relative uncertainty is comparable to the 
relative uncertainty of measurements obtained with ac- 
curate steady-state instruments. The largest uncertainty 
in steady-state measurements is due to fluid convection 
and this is known to decrease dramatically in the limit of 
zero density. Corrections to steady-state measurements 
actually decrease and become negligible in this dilute- 
gas region where transient measurements encounter 
their most serious difficulties. 

At low densities the transient mode of heat transfer 
occurs at extremely short real times, where the wire 
heat-capacity correction is still quite large. This is be- 
cause the thermal diffusivity of the gas is very large at 
low densities. This fast approach to steady state at low 
gas densities is an advantage for steady-state measure- 
ments using the same wire geometry. This paper exam- 
ines the possibility of using the steady-state mode of 
operation to obtain the thermal conductivity of the di- 
lute gas which is consistent with the higher density data 
obtained with the transient mode. This would allow any 
hot-wire instrument to operate in a transient mode at 
higher densities and in a steady-state mode down to the 
dilute-gas limit. 

Measurements at low density have been made on ar- 
gon gas to test this concept. Argon was selected because 



the dilute-gas value can be evaluated from the second- 
order Chapman-Enskog kinetic theory using the known 
pair-interaction potential. In addition, there are many 
accurate measurements of the thermal conductivity of 
argon available in this region using both steady-state and 
transient techniques. Each series of measurements was 
made over a wide range of applied powers and included 
a transient and a steady-state measurement at each 
power level. Both the transient and the steady-state mea- 
surements are compared with the best available predic- 
tions from kinetic theory and the other data from the 
literature. Agreement between measurements using 
both modes of operation demonstrates the validity of 
both techniques. Researchers with transient hot wire 
instruments can potentially select the optimum tech- 
nique for a given fluid state. 

The transient hot-wire systems at NIST are com- 
pletely described in previous papers [1-4]. The appara- 
tus for high-temperature measurements [4] was used in 
the present work. The transient measurements were of 
one-second duration, as is typical in our previous mea- 
surements. The major change was modification of the 
data-acquisition system to operate in a steady-state 
mode, at times up to 40 s. A composite picture of the 
voltage rises across the Wheatstone bridge, obtained in 
five transient runs made at the same power level but with 
different experimental times, is shown in Fig. 1 . Time is 
shown on a logarithmic scale, with the experimental 
times ranging from 1 s to 40 s. Two linear segments of 
the voltage rises are clearly visible. The transient ther- 
mal conductivity is obtained from the linear portion of 
finite slope which is proportional to the logarithm of 
time, while the steady-state thermal conductivity is cal- 
culated from the horizontal portion. 

In Fig. 2, a typical voltage rise for a measurement in 
argon gas is shown, at a pressure below 1 kPa (mild 
vacuum), with an experimental duration of 1 s. This run 
would normally be evaluated as a transient experiment, 
the thermal conductivity being obtained from the appar- 
ent linear portion between 0.05 s and 0.15 s. There are 
two reasons to make measurements under these condi- 
tions. First, one can show that there is a sufficient sec- 
tion of a horizontal straight line, even at times below 1 s, 
to obtain a reliable result for steady-state conditions. 
Secondly, it may be possible to extract values for axial 
conduction or end effects. In addition, this extreme ex- 
ample shows exactly the origin of the problem with the 
transient experiment at low densities. The linear region 
in the temperature rise vs. the logarithm of time is ex- 
tremely limited, degrading the accuracy of the resulting 
thermal conductivity data. In other words, a valid con- 
stant slope cannot be extracted from such a curve for 
temperature rise. 
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Fig. 1. A composite of bridge imbalances from five experiments with different durations for argon at 1 MPa and 300 K. Both the rising transient 
region and the horizontal steady-state region are shown. Short time curvature is due to the finite wire diameter, while curvature between the 
transient and steady-state regions is due to penetration of the temperature gradient to the outer cell wall. 



2. Transient Mode 

Since transient measurements are increasingly unreli- 
able as pressure decreases below 1 MPa, all assumptions 
made in the application of the theory of the instrument 
must be carefully examined. The theory for transient 
hot-wire measurements is well developed [5,6], al- 
though proper application of the theory requires signifi- 
cant care and judgment. The hot-wire cells are designed 
to approximate a transient line source as closely as pos- 
sible, and deviations from this model are treated as cor- 
rections to the experimental temperature rise. The ideal 
temperature rise ATia is given by 



Ar.,= 



4'n-A 



ln(f ) + In 



4a 



= An 



10 

+ 287'.^ 

1=1 



(1) 



where q is the power applied divided by length, A is the 
thermal conductivity of the fluid, t is the elapsed time, 
a = A/pCp is the thermal diffusivity of the fluid, p is the 
mass density of the fluid, Cp is the isobaric heat capac- 



ity of the fluid, ro is the radius of the hot wire, 
C = e^= 1.781... is the exponential of Euler's constant, 
Ar„ is the measured temperature rise of the wire, and 
Sr, are corrections to account for deviations from ideal 
line-source conduction [5,6]. The two most significant 
corrections account for the finite radius of the wire and 
for penetration of the fluid temperature gradient to the 
outer cell wall. The finite wire radius produces the 
short-time temperature lag relative to the ideal model, 
as shown in Fig. 1 . Penetration of the temperature gradi- 
ent to the outer wall produces the transition from the 
linear transient region to the steady-state conduction 
mode, which is also shown in Fig. 1. 

It is apparent in Eq. (1) that the thermal conductivity 
can be found from the slope of the ideal temperature rise 
as a function of the logarithm of elapsed time. The 
thermal diffusivity can be found from the intercept of 
this linear function. The uncertainty of the thermal con- 
ductivity at a level of confidence of 95 % is obtained 
from a linear fit of the ideal temperature rise data to Eq. 
(1) and is characterized by the parameter STAT. A STAT 
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Fig. 2. Bridge imbalance at conditions close to vacuum. Here, steady-state heat transfer is reached in less than 1 s and the transient region is almost 
nonexistent. 



of 0.003, for example, corresponds to a reproducibility 
of 0.3 % for the reported thermal conductivity. The 
principal corrections to the ideal model account for the 
finite dimensions of the wire STi , penetration of the 
expanding thermal wave to the outer boundary KT^ , and 
thermal radiation ST^j. The relative magnitude of each 
correction depends on the fluid properties and the 
elapsed time in the experiment. In this work we apply 
the standard corrections [5,6], including the outer- 
boundary correction and the thermal-radiation correc- 
tion for a transparent gas. The correction for the finite 
wire dimensions requires careful examination. 

The hot wires have finite diameters and their specific 
heat introduces a temperature lag from the ideal line 
source model of Eq. (1). The temperature response of an 
infinitely long wire of finite radius ro is given [5] by 



where 
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where J„ is the Bessel function of the first kind with 
order n , Y„ is the Bessel function of the second kind 
with order n . In Eqs. (2)-(4) the thermal conductivity of 
the wire is A„ and the thermal diffusivity of the wire is 
fl„. Eqs. (2)-(4) are defined for any point in the wire, 
and it is the volume-averaged temperature from r = to 
r = ro which is required to correct our experimental ob- 
served rises in temperature. The resulting correction, 
STif, for the finite wire dimension is 
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Although it is fairly simple to implement this full 
solution to correct the experimental temperature rise, it 
is the first-order expansion of this solution which has 
been recommended because of its simplicity [5,6]. This 
first-order expansion for a bare wire is [5,6] 
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Eq. (6) cannot be used to correct the data. Both the 
magnitude of the correction for physical properties of 
the finite wire and the associated truncation error can be 
minimized by using thinner hot wires. Table 1 shows 
how truncation corrections depend on the wire diameter 
for argon gas at 300 K and 0.1 MPa. Also included in 
Table 1 are the relative uncertainties in thermal conduc- 
tivity resulting from a relative uncertainty of 10 % in 
the thermal diffusivity of the fluid. 

In the limit of zero density, the transient thermal wave 
will penetrate to the outer boundary. The outer- 
boundary correction, which accounts for penetration of 
the transient heat pulse [5,6], is given by 
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Before an approximation such as Eq. (6) can be used, 
the truncation error for the case of our relatively large 
12.7 jjim platinum hot wire must be evaluated. Figure 3 
shows the full solution for the transient temperature rise 
[Eqs. (2)-(5)], along with the first- [Eq. (6)] and second- 
order approximations [7], for the case of a 12.7 |xm 
platinum hot wire in argon gas at 300 K and 0.1 MPa. 
It is apparent in Fig. 3 that the truncation error is quite 
large for dilute gases, so the first-order approximation of 



70 



where g^, are the roots of Jo (g^) = and r^ is the radius 
of the outer boundary. In the limit of infinite time, Eq. 
(7) approaches the steady- state solution given below. 

The final corrections, which must be considered be- 
cause of their increasing significance at low densities, 
account for compression work STj and radial convection 
87'4. A recent analysis by Assael et al. [8] concludes that 
873 and 874 must be considered simultaneously and that 
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Fig. 3. Calculated temperature rise for finite physical properties of the wire for argon gas at 300 K and 0. 1 MPa using first-order and second-order 
approximations as well as the full integral solution. 
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Table 1. Uncertainties due to corrections for finite wire diameter for argon gas at 300 K and 0.1 MPa. First, differences are examined between 
the actual heat transfer from a finite diameter wire and the first and second order series approximations of this solution for various wire diameters. 
Second, the effect of a 10 % error in the thermal diffusivity a used for finite wire diameter correction is calculated for various wire diameters. This 
correction can introduce significant errors in thermal conductivity measurements with large wires if the thermal diffusivity or wire diameter is not 
well known. 



Fluid 


Wire diameter 
(p,m) 


Ideal slope 


Slope after 1st 

order correction 

is applied 


Slope after 2nd 

order correction 

is applied 


Relative 

deviation in 

A after 1st order 

correction 


Relative 
deviation in 
A after 2nd 
order correction 


Mathematical approximation errors 


Argon 
Argon 
Argon 


7.0 
12.5 

25.0 


4.445669 
4.445669 
4.445669 


4.451398 
4.504379 
5.508840 


4.446015 
4.456487 
4.952375 


-0.12% 

-1.32% 

-23.91 % 


-0.01 % 

-0.24 % 

-11.40% 


Fluid 


Wire diameter 
(p,m) 


Ideal slope 


Apparent slope 

with a -10% 

error in thermal 

diffusivity 


Apparent slope 

with a +10 % 

error in thermal 

diffusivity 


Relative 

deviation in 

A with a - 10 % 

error in thermal 

diffusivity 


Relative 

deviation in 

A with a +10 % 

error in thermal 

diffusivity 




Thermal 


conductivity uncertainty associated with 10 % uncertainty in 


fluid thermal diffusivity 




Argon 
Argon 
Argon 


7.0 
12.5 
25.0 


4.445669 
4.445669 
4.445669 


4.444565 
4.441077 
4.398395 


4.446668 
4.449814 
4.487762 


-0.03 % 
-0.10% 
-1.06% 


+0.02 % 
+0.09 % 
+0.94 % 



the previous analysis of Healy et al. [5] is in error. Based 
on the work of Assael et al. [8] we have set both STj and 
STV equal to zero in the present analysis. 

At low densities, the thermal diffusivity of the fluid 
increases almost linearly with inverse pressure. Large 
corrections to the experimental temperature rise are re- 
quired for both heat-capacity and outer-boundary effects 
because of this large thermal diffusivity. Any uncertain- 
ties in the wire diameter and the fluid properties used in 
these corrections become increasingly important at low 
densities. The full heat-capacity correction must be used 
to correct the measured temperature rises at low densi- 
ties since this correction is so significant. The measure- 
ments at low density must be carefully examined to 
verify that the thermal wave has not reached the outer 
boundary since the thermal diffusivity increases so dra- 
matically in this region. 

Transient results obtained by use of the traditional 
corrections employed in earlier work [5,6] and the re- 
vised corrections as discussed above are shown for ar- 
gon at 300 K in Fig. 4. The differences are primarily due 
to setting the compression work STs equal to zero [8], 
use of the full heat-capacity correction of Eqs. (2)-(5), 
and careful restriction of the regression limits to exclude 
times where the outer-boundary correction 57'2 is signif- 
icant. The results for all power levels were averaged at 
each pressure level in Fig. 4. It can be seen that the 



results at low densities are more linear in terms of den- 
sity with the revised corrections (hook due to increasing 
contributions from the outer boundary correction), while 
the results at the higher densities are not changed appre- 
ciably. This linear dependence on density is expected 
from the kinetic theory of low-density gases. 



3, Steady-State Mode 

The working equation for the steady-state mode is 
based on a different solution of Fourier's law but the 
geometry is still that of concentric cylinders. The solu- 
tion can be found in standard texts for the case of con- 
stant thermal conductivity (see, for example. Reference 
[9], page 1 14). This equation can be solved for the ther- 
mal conductivity of the fluid A ; 



q In 



ri 



27r(Ti - T2) 



(8) 



where q is the applied power divided by length, r2 is the 
internal radius of the outer cylinder, ri is the external 
radius of the inner cylinder (hot wire), and 
AT= {Ti — T2) is the measured temperature difference 
between the hot wire and its surrounding cavity. 
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Fig. 4. Transient results for argon at 300 K with the corrections applied in earlier papers as well as the revised corrections proposed herein. Results 
were averaged at each pressure. 



For the concentric-cylinder geometry described 
above the total heat flux divided by length, q , remains 
constant and is not a function of the radial position. 
Assuming that the thermal conductivity is a linear func- 
tion of temperature, such that A = Ao(l H- bjj), it can be 
shown that the measured thermal conductivity is given 
by A = Ao(l H- hxij\ + T-i)l1)- Thus, the thermal conduc- 
tivity that is measured corresponds to the value at the 
mean temperature of the inner and outer cylinders, 
where 



T={Tx + T2)l2. 



(9) 



This assumption of a linear temperature dependence for 
the thermal conductivity is valid for experiments with 
small temperature rises. The density of the fluid as- 
signed to the measured thermal conductivity is taken 
from an equation of state [10] using the temperature 
from Eq. (9) and the experimentally measured pressure. 
Equation (8) assumes that the dimensions of the wire 
and cavity are well known and that the wire is perfectly 
concentric with the outer cylindrical cavity. The diame- 
ter of our wire is 13.14 \ixa and it is known with a 
relative uncertainty of 0.5 % at a level of confidence of 



95 %. This uncertainty contributes a component of rela- 
tive uncertainty of 0.07 % to the uncertainty of the 
measured thermal conductivity. Since it is nearly impos- 
sible to keep the wire perfectly concentric with the outer 
cavity, the uncertainty associated with the eccentricity 
of the wire with respect to the cavity must be assessed. 
For a wire that is eccentric, the thermal conductivity is 
given by 



A = 



q 



2tt{T, - T,) 



In 



V(r2 + nf -b^ + V{ 



r2 - r,y 



-^{ri + nf -b^ - V(r2 - nf -b\ 



(10) 



where b is the distance between the wire's axis and the 
axis of the outer cylinder. The eccentricity correction is 
shown in Fig. 5 for a 12.7 ixm diameter wire in a 9 mm 
diameter cavity. The hot wires in the present cell are 
concentric with the cavity within 0.5 mm, so it is appar- 
ent from Fig. 5 that the relative uncertainty is about 
0.2 % due to misalignment of the wire in the cavity. The 
combined relative uncertainty, due to both the diameter 
and eccentricity of the wire is 0.3 % in the measured 
thermal conductivity. 
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Fig. 5. Error estimate for steady-state results due to the eccentricity of the hot wire. The thermal conductivity measurement is not sensitive to 
eccentricity for hot wires with small diameters. 



While 40 s may seem to be a very short time in 
comparison to normal steady-state measurements, it still 
allows the very small wires used in transient hot-wire 
systems to equilibrate in the gas phase. The time of the 
steady-state experiments is restricted to 40 s since the 
temperature of the cell wall Ti is assumed to be the 
initial cell temperature. Both transient and steady-state 
measurements of thermal conductivity should be made 
at several power levels. The thermal conductivity should 
be valid and free of convection if a plot of the measured 
values of thermal conductivity as a function of applied 
power is constant. The present measurements are made 
over a large range of applied powers, and the powers of 
the transient measurements overlap those used for the 
steady-state measurements as much as possible. 



4. Data Reduction 

Three isotherms were measured for gaseous argon at 
300 K, 320 K, and 340 K. There were 13 to 14 different 
pressure levels covering a density range from 120 kg 
m"^ down to 2.4 kg m ^ At each pressure level, exper- 
imental results were collected at 7 to 1 1 different applied 
powers. Transient measurements were made for an ex- 



perimental time of 1 s, while for the steady-state mea- 
surements the total elapsed time used was 40 s. In either 
case, 250 measurements of the bridge imbalance voltage 
were obtained. To elucidate the end effects in the exper- 
iment, a special series of runs were made using an 
additional digital voltmeter to measure directly across 
the long hot wire, the short hot wire, and the bridge. 
Finally, an abbreviated set of measurements was made 
for pressures below 1 kPa. In all, we made 883 measure- 
ments. The temperatures were measured on the Interna- 
tional Practical Temperature Scale of 1968 (IPTS 68) 
but the effect of converting the temperatures to the 
International Temperature Scale of 1990 (ITS 90) on the 
reported thermal conductivity is less than 1 |xW m ' 
K '. 

The steady-state measurements required the develop- 
ment of a new data-analysis procedure. The rises in 
steady-state voltage as a function of time were always 
examined to select reliable measurements. Five typical 
profiles of the bridge imbalance, used to select the ap- 
propriate range of power levels, are shown in Fig. 6. 
Trace b in Fig. 6 is considered reliable since it is nearly 
horizontal after 20 s. In trace a, the power level is too 
low, so electronic noise is significant in the imbalance 
voltages. In traces c, d, and e the power levels are too 
large, so convection makes a visible contribution. 
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Fig. 6. Typical voltage-rise profiles for steady-state measurements at T = 340 K. The increase in convection with the increase of applied power 
is shown in curves a through c. The increase in convection with increase in fluid density is shown in curves d and e. 



The next step was to determine the experimental tem- 
perature rise Ar. The experimental voltage rises were 
averaged over a time interval where they were nearly 
constant. To find the optimum time to begin the averag- 
ing, the last 50 bridge imbalance voltages were averaged 
to find a reference imbalance voltage. The actual aver- 
age, Kve, is obtained by averaging the points from the 
first voltage, which is 0.5 % below this reference imbal- 
ance voltage up to the final data point. Solving the 
bridge equation with V„c yields the change in resistance 
in the variable arms of the bridge. The resistance change 
is finally converted into AT using the calibration of the 
wire resistance as a function of temperature. The maxi- 
mum and minimum values of the voltage rises were also 
obtained over the range averaged. The difference be- 
tween them was expressed as a percentage of Vavc, and is 
designated by the parameter TBAND . TBAND is a direct 
measure of the precision in AT at the level of 3 standard 
deviations. In Fig. 7, the values of TBAND are plotted 
for all of the steady-state measurements made near 320 
K. A final selection of valid measurements was made by 
rejecting all points with a TBAND larger than 2 %. This 
is equivalent to rejecting those points that have voltage 
traces similar to traces c, d, and e in Fig. 6. 



A correction for radiation was also applied to Ar. The 
radiation correction for transparent fluids hTs was used 
as given in Ref. [4]. The maximum effect of this correc- 
tion was 0.13 % at 340 K. Additional corrections have 
been considered by other authors for steady-state hot- 
wire systems (see for example Refs. [9,11]). These in- 
clude corrections for temperature jump, end conduction 
in the wire, lead-wire conduction, and temperature rise 
in the outer wall. The temperature-jump correction does 
not apply because the present pressures are not low 
enough. The correction for end conduction in the wire 
and the lead-wire correction were found to be negligible 
in our experiments because a bridge with a compensat- 
ing hot wire was used. A special series of measurements 
was made to determine the size of the end effects by 
directly measuring the temperature rise of each wire. 
Temperature gradients in the outer wall were considered 
negligible for our thick-walled pressure vessel. The pri- 
mary platinum resistance thermometer (PRT) was 
mounted on the outside of the pressure vessel. The tem- 
perature Tref of the PRT increased by about 30 mK for 
a series of measurements at a single pressure level. The 
temperature of the long hot wire, which is inside the 
cell, increased by a nearly identical amount. Since a 
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Fig. 7. Temperature uncertainty, TBAND , for the 320 K isotherm of argon. Data with TBAND values greater that 2 % were considered invalid 
due to free-convection contributions. 



measurement series normally consisted of about 20 
measurements at time intervals 1 min apart, an average 
change of 1 mK per measurement was negligible in 
comparison to the measured AT, which was typically 
from 1 K to 4 K. 

4.1 Free Convection 

Convection has always been a problem in measuring 
thermal conductivity; its onset has been associated with 
the Rayleigh number. One of the major advantages of 
the transient method is the ability to detect and avoid 
contributions from convection. The present measure- 
ments using the steady-state mode also show the evolu- 
tion of convection very clearly. Figure 8 shows the devi- 
ations between the steady-state measurements near 320 
K, calculated before application of the correction for 
convection, and the thermal conductivity surface for 
argon [12]. Since the diameter of the hot wires is com- 
parable to the boundary-layer thickness for heat transfer, 
the standard engineering models for vertical flat plates 



are not applicable, and so an empirical expression was 
developed for the thin-wire geometry. 

The dimensionless Rayleigh number is commonly 
used to characterize the onset of free convection. For a 
concentric-cylinder geometry, the Rayleigh number is 
given by 



c(^b 



Ra- 



'4%i'' 



Tja 



(11) 



where g^ is the local acceleration of free fall, and 17 is the 
fluid viscosity. The correction for natural or free con- 
vection was obtained from two equations given by Le 
Neindre and Tufeu [13] for a concentric-cylinder ap- 
paratus: 



q = qm 



and 



q V720Z, 



qc 



Ra = K- Ra, 



(12) 



(13) 
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Fig. 8. Correction of steady-state results for free convection along the 320 K isotherm. The baseline is the correlation of Younglove and Hanley 
[12]. 



where q is the apphed power divided by length of Eq. 
(1), ^meas IS the experimental heat flow determined from 
the measured voltage and current, q^ is the heat transfer 
by natural convection, K is a numerical apparatus con- 
stant, and Ra is the Rayleigh number. Le Neindre and 
Tufeu use a numerical constant of 720, but also values 
oid, the thickness of the fluid layer, and /, the length of 
the internal cylinder. For our system, both d and / are 
constant and our ratio of d/l is much larger than that of 
Le Neindre and Tufeu. Since the aspect ratio d/l is 
constant in our apparatus, it is incorporated into the 
experimentally determined apparatus constant K for our 
hot-wire cell. Equations (12) and (13) together give 



q 



1 



l+K- Ra 



(14) 



Next, Eq. (8) is applied twice, once for uncorrected 
conditions and once for corrected conditions. Forming a 
ratio we can solve for the corrected thermal conductivity 



(15) 



or with the use of Eq. (14), 



1 



(l+K- Ra) 



(16) 



The best value for K in Eq. (16) was 1.8435 X 10" and 
was obtained by comparing the experimental points for 
each isotherm against a parabolic fit of the companion 
transient measurements. This procedure is justified be- 
cause the deviations of the companion transient mea- 
surements from the thermal conductivity surface of ar- 
gon are less than 1 % [12]. After applying this 
correction for free convection, Eq. (16), to all of the 
steady-state measurements, the resulting deviations are 
plotted in Fig. 8 for the 320 K isotherm. Figure 8 con- 
tains three different regions. For densities from to 40 
kg m \ convection contributes very little to the mea- 
sured conductivity, i.e., the corrections for convection 
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are less than 1 %. In this region, the Rayleigh numbers 
range from near to 17 000. For densities between 40 
kg m"^ and 80 kg m"^ the corrections given by Eq. (16) 
gradually increase to about 5 %, while the Rayleigh 
numbers range up to 65 000. The correction is highly 
successful, as the band or range of measured values at 
each pressure level decreases. For steady-state thermal 
conductivities at densities above about 80 kg m \ for 
which some of the Rayleigh numbers range well above 
65 000, the corrections for simple natural convection 
increase to about 12 %. However, the uncertainty bands 
associated with the uncorrected thermal conductivities 
no longer decrease. The measured voltage rises suggest 
that there is flow turbulence in the cells at the larger 
power levels. This could be along either the short hot 
wire, the long hot wire, or both. Measurements associ- 
ated with Rayleigh numbers greater than 70 000 have to 
be rejected, and are omitted from Fig. 8. 

4.2 Results 

The transient measurements for all three isotherms 
are given in Table 2. All of the transient points with a 



57X7 greater than 0.003 were eliminated; thus, 98 points 
remain at a nominal temperature of 300 K, 105 points 
remain at 320 K, and 102 points remain at 340 K. Figure 
9 shows the deviations between all transient points and 
the thermal-conductivity surface of argon [12]. Based 
on Fig. 9 it can be concluded that, over the range of 
densities shown here, the deviations fit within a band of 
± 1 %. The problem with the transient measurements at 
low densities shows up clearly as a systematic deviation. 
However, as shown later, this systematic deviation must 
be ascribed to a difference in the dilute gas Ao values 
used for the surface [12]. 

The steady-state measurements are listed in Table 3. 
As explained before, all steady-state results with 
TBAND greater than 2 % and all points with Rayleigh 
numbers greater than 70 000 were not considered. Thus, 
there are 104 points at a nominal temperature of 300 K, 
120 points at 320 K, and 119 points at 340 K. The 
deviations between all steady-state points and the ther- 
mal-conductivity surface of argon [12] are plotted in 
Fig. 10. It can be concluded from Fig. 10 that over the 
range of densities shown, the deviations fit within a 
band of ±2 % at a level of confidence of 95 %. The 
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Fig. 9. Transient thermal conductivity results for argon. The baseline is the correlation of Younglove and Hanley [12]. 
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Table 2. Thermal conductivity of argon, transient method 



Point 


P 


P 


Texp 


Aexp 


STAT 


Relative 


? 


no. 


(MPa) 


(kg m-') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 








Nominal 


temperature 300 K 








3001 


7.4440 


122.916 


301.662 


0.02092 


0.002 


0.88 


0.03941 


3002 


7.4441 


122.832 


301.836 


0.02062 


0.003 


-0.60 


0.04485 


3003 


7.4440 


122.736 


302.022 


0.02073 


0.001 


-0.12 


0.05063 


3004 


7.4441 


122.636 


302.231 


0.02080 


0.001 


0.19 


0.05676 


3005 


7.4442 


122.525 


302.454 


0.02086 


0.001 


0.44 


0.06324 


3006 


7.4438 


122.409 


302.682 


0.02086 


0.001 


0.38 


0.07007 


3007 


7.4440 


122.297 


302.914 


0.02082 


0.001 


0.14 


0.07725 


3008 


7.4441 


122.169 


303.178 


0.02101 


0.001 


0.98 


0.08479 


3010 


7.4436 


121.893 


303.728 


0.02072 


0.001 


-0.51 


0.10090 


3022 


6.9077 


113.988 


301.325 


0.02049 


0.003 


0.01 


0.02960 


3023 


6.9078 


113.916 


301.488 


0.02053 


0.003 


0.17 


0.03433 


3024 


6.9079 


113.836 


301.667 


0.02053 


0.002 


0.15 


0.03941 


3025 


6.9076 


113.744 


301.853 


0.02055 


0.002 


0.24 


0.04484 


3026 


6.9076 


113.652 


302.061 


0.02051 


0.001 


0.00 


0.05062 


3027 


6.9077 


113.560 


302.270 


0.02055 


0.001 


0.14 


0.05676 


3028 


6.9078 


113.460 


302.495 


0.02056 


0.001 


0.13 


0.06324 


3029 


6.9078 


113.348 


302.744 


0.02061 


0.001 


0.30 


0.07007 


3030 


6.9078 


113.237 


302.994 


0.02062 


0.001 


0.30 


0.07726 


3043 


6.2650 


103.038 


301.530 


0.02027 


0.003 


0.28 


0.03433 


3044 


6.2650 


102.962 


301.714 


0.02029 


0.002 


0.35 


0.03942 


3045 


6.2651 


102.886 


301.910 


0.02026 


0.002 


0.16 


0.04485 


3046 


6.2651 


102.806 


302.110 


0.02027 


0.001 


0.15 


0.05063 


3047 


6.2651 


102.714 


302.333 


0.02024 


0.001 


-0.06 


0.05676 


3048 


6.2652 


102.622 


302.566 


0.02026 


0.001 


-0.01 


0.06325 


3049 


6.2652 


102.527 


302.805 


0.02029 


0.001 


0.12 


0.07008 


3050 


6.2652 


102.423 


303.069 


0.02032 


0.001 


0.21 


0.07727 


3062 


5.5849 


91.645 


301.383 


0.01991 


0.003 


-0.02 


0.02961 


3063 


5.5849 


91.581 


301.557 


0.01990 


0.002 


-0.11 


0.03434 


3064 


5.5851 


91.521 


301.737 


0.01994 


0.002 


0.03 


0.03942 


3065 


5.5849 


91.445 


301.942 


0.01987 


0.002 


-0.39 


0.04485 


3066 


5.5851 


91.377 


302.150 


0.01997 


0.002 


0.09 


0.05063 


3067 


5.5850 


91.293 


302.377 


0.01998 


0.001 


0.09 


0.05676 


3068 


5.5848 


91.201 


302.628 


0.02003 


0.002 


0.30 


0.06325 


3069 


5.5848 


91.121 


302.859 


0.02001 


0.001 


0.10 


0.07008 


3070 


5.5849 


91.034 


303.121 


0.02001 


0.001 


0.04 


0.07727 


3082 


4.9512 


81.011 


301.407 


0.01965 


0.003 


-0.03 


0.02961 


3083 


4.9514 


80.959 


301.589 


0.01966 


0.002 


-0.04 


0.03434 


3084 


4.9514 


80.899 


301.776 


0.01956 


0.002 


-0.61 


0.03942 


3085 


4.9516 


80.839 


301.980 


0.01978 


0.002 


0.50 


0.04485 


3086 


4.9517 


80.775 


302.198 


0.01976 


0.001 


0.31 


0.05063 


3087 


4.9517 


80.707 


302.427 


0.01968 


0.001 


-0.15 


0.05677 


3088 


4.9518 


80.631 


302.669 


0.01962 


0.001 


-0.48 


0.06325 


3089 


4.9519 


80.555 


302.926 


0.01970 


0.001 


-0.16 


0.07008 


3090 


4.9519 


80.475 


303.193 


0.01968 


0.001 


-0.32 


0.07727 


3102 


4.2568 


69.414 


301.448 


0.01914 


0.003 


-1.27 


0.02961 


3103 


4.2569 


69.370 


301.624 


0.01928 


0.002 


-0.61 


0.03434 


3104 


4.2569 


69.318 


301.821 


0.01935 


0.002 


-0.26 


0.03942 


3105 


4.2570 


69.266 


302.025 


0.01936 


0.002 


-0.28 


0.04485 


3106 


4.2570 


69.206 


302.258 


0.01938 


0.001 


-0.24 


0.05063 


3107 


4.2572 


69.150 


302.495 


0.01934 


0.001 


-0.49 


0.05677 


3108 


4.2569 


69.082 


302.739 


0.01944 


0.001 


-0.04 


0.06325 


3109 


4.2570 


69.014 


303.009 


0.01942 


0.001 


-0.23 


0.07009 


3110 


4.2572 


68.946 


303.284 


0.01941 


0.001 


-0.32 


0.07728 


3123 


3.5548 


57.757 


301.495 


0.01883 


0.003 


-1.56 


0.02961 


3124 


3.5545 


57.713 


301.678 


0.01905 


0.002 


-0.42 


0.03434 


3125 


3.5546 


57.669 


301.892 


0.01902 


0.002 


-0.64 


0.03942 
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Table 2. Thermal conductivity of argon, transient method — Continued 



Point 


P 


P 


Texp 


Aexp 


STAT 


Relative 


? 


no. 


(MPa) 


(kg m-') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 








Nominal 


temperature 300 K 








3126 


3.5546 


57.625 


302.108 


0.01906 


0.002 


-0.46 


0.04485 


3127 


3.5546 


57.577 


302.335 


0.01907 


0.001 


-0.49 


0.05064 


3128 


3.5547 


57.529 


302.581 


0.01906 


0.001 


-0.60 


0.05677 


3129 


3.5547 


57.473 


302.836 


0.01911 


0.001 


-0.39 


0.06326 


3130 


3.5545 


57.413 


303.112 


0.01912 


0.001 


-0.39 


0.07009 


4003 


2.8395 


45.944 


301.638 


0.01883 


0.003 


-0.18 


0.02960 


4004 


2.8397 


45.916 


301.831 


0.01873 


0.002 


-0.78 


0.03433 


4005 


2.8397 


45.880 


302.047 


0.01881 


0.002 


-0.38 


0.03941 


4006 


2.8397 


45.844 


302.264 


0.01884 


0.002 


-0.28 


0.04484 


4007 


2.8397 


45.804 


302.508 


0.01882 


0.001 


-0.44 


0.05063 


4008 


2.8397 


45.764 


302.765 


0.01879 


0.001 


-0.70 


0.05676 


4009 


2.8398 


45.720 


303.036 


0.01883 


0.001 


-0.53 


0.06324 


4010 


2.8397 


45.673 


303.324 


0.01883 


0.001 


-0.63 


0.07007 


4023 


2.1132 


34.056 


301.681 


0.01850 


0.003 


-0.60 


0.02962 


4024 


2.1132 


34.032 


301.896 


0.01844 


0.003 


-0.97 


0.03435 


4025 


2.1131 


34.004 


302.124 


0.01821 


0.002 


-2.32 


0.03943 


4026 


2.1130 


33.976 


302.346 


0.01846 


0.002 


-0.95 


0.04487 


4027 


2.1131 


33.948 


302.592 


0.01844 


0.001 


-1.14 


0.05065 


4028 


2.1132 


33.916 


302.857 


0.01853 


0.001 


-0.74 


0.05679 


4029 


2.1131 


33.880 


303.141 


0.01847 


0.001 


-1.15 


0.06328 


4030 


2.1132 


33.848 


303.444 


0.01847 


0.001 


-1.21 


0.07011 


4045 


1.3696 


21.963 


301.960 


0.01808 


0.002 


-1.58 


0.03435 


4046 


1.3696 


21.947 


302.195 


0.01807 


0.002 


-1.73 


0.03943 


4047 


1.3696 


21.927 


302.446 


0.01815 


0.002 


-1.36 


0.04487 


4048 


1.3697 


21.907 


302.709 


0.01820 


0.001 


-1.11 


0.05065 


4049 


1.3697 


21.888 


302.995 


0.01817 


0.001 


-1.39 


0.05679 


4050 


1.3697 


21.864 


303.298 


0.01814 


0.001 


-1.64 


0.06327 


4084 


0.7010 


11.197 


301.997 


0.01788 


0.003 


-1.53 


0.03435 


4085 


0.7012 


11.189 


302.256 


0.01803 


0.003 


-0.75 


0.03943 


4086 


0.7010 


11.177 


302.533 


0.01813 


0.003 


-0.26 


0.04487 


4087 


0.7010 


11.165 


302.796 


0.01788 


0.002 


-1.79 


0.05065 


4088 


0.7011 


11.157 


303.109 


0.01793 


0.002 


-1.56 


0.05679 


4089 


0.7011 


11.145 


303.417 


0.01777 


0.002 


-2.58 


0.06327 


4090 


0.7011 


11.134 


303.762 


0.01785 


0.003 


-2.21 


0.07011 


4107 


0.3782 


6.024 


302.352 


0.01763 


0.003 


-2.49 


0.03943 


4108 


0.3784 


6.020 


302.636 


0.01768 


0.002 


-2.30 


0.04487 


4109 


0.3784 


6.016 


302.930 


0.01768 


0.002 


-2.36 


0.05065 


4110 


0.3783 


6.008 


303.254 


0.01765 


0.002 


-2.62 


0.05679 


4127 


0.1684 


2.681 


302.206 


0.01786 


0.003 


-0.75 


0.03435 


4128 


0.1686 


2.681 


302.500 


0.01792 


0.003 


-0.50 


0.03943 


4129 


0.1686 


2.677 


302.817 


0.01794 


0.003 


-0.51 


0.04487 


4130 


0.1686 


2.673 


303.142 


0.01806 


0.003 


0.10 


0.05065 








Nominal 


temperature 320 K 








5001 


8.3272 


127.678 


321.430 


0.02186 


0.002 


-0.49 


0.04215 


5002 


8.3273 


127.630 


321.533 


0.02193 


0.002 


-0.20 


0.04501 


5003 


8.3273 


127.590 


321.617 


0.02197 


0.002 


-0.02 


0.04796 


5004 


8.3273 


127.542 


321.720 


0.02189 


0.002 


-0.41 


0.05100 


5005 


8.3275 


127.494 


321.822 


0.02188 


0.001 


-0.47 


0.05414 


5006 


8.3273 


127.442 


321.927 


0.02198 


0.001 


-0.05 


0.05737 


5007 


8.3275 


127.394 


322.036 


0.02188 


0.001 


-0.49 


0.06069 


5008 


8.3277 


127.346 


322.145 


0.02193 


0.001 


-0.31 


0.06411 


5009 


8.3275 


127.286 


322.262 


0.02195 


0.001 


-0.22 


0.06762 


5010 


8.3275 


127.234 


322.379 


0.02190 


0.001 


-0.46 


0.07123 


5021 


7.5805 


116.005 


321.557 


0.02162 


0.002 


-0.16 


0.04501 
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Table 2. Thermal conductivity of argon, transient method — Continued 



Point 


P 


P 


Texp 


Aexp 


STAT 


Relative 


? 


no. 


(MPa) 


(kg m-') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 








Nominal 


temperature 320 K 








5022 


7.5807 


115.925 


321.760 


0.02164 


0.002 


-0.07 


0.05100 


5023 


7.5808 


115.837 


321.967 


0.02157 


0.001 


-0.45 


0.05737 


5024 


7.5808 


115.745 


322.187 


0.02157 


0.001 


-0.53 


0.06411 


5025 


7.5808 


115.645 


322.424 


0.02157 


0.001 


-0.54 


0.07123 


5026 


7.5809 


115.542 


322.675 


0.02155 


0.001 


-0.71 


0.07871 


5027 


7.5812 


115.438 


322.931 


0.02161 


0.001 


-0.49 


0.08658 


5028 


7.5811 


115.322 


323.204 


0.02160 


0.001 


-0.55 


0.09482 


5029 


7.5812 


115.202 


323.490 


0.02163 


0.001 


-0.50 


0.10343 


5030 


7.5812 


115.078 


323.792 


0.02162 


0.001 


-0.57 


0.11241 


5041 


6.8721 


104.995 


321.578 


0.02130 


0.002 


-0.26 


0.04501 


5042 


6.8720 


104.915 


321.785 


0.02129 


0.001 


-0.35 


0.05100 


5043 


6.8720 


104.836 


321.999 


0.02139 


0.001 


0.07 


0.05737 


5044 


6.8721 


104.744 


322.246 


0.02134 


0.001 


-0.24 


0.06411 


5045 


6.8721 


104.652 


322.484 


0.02135 


0.001 


-0.25 


0.07122 


5046 


6.8721 


104.560 


322.735 


0.02128 


0.001 


-0.63 


0.07871 


5047 


6.8721 


104.460 


323.002 


0.02136 


0.001 


-0.29 


0.08658 


5048 


6.8721 


104.356 


323.279 


0.02125 


0.001 


-0.85 


0.09481 


5049 


6.8722 


104.248 


323.571 


0.02146 


0.001 


0.06 


0.10343 


5050 


6.8721 


104.128 


323.884 


0.02143 


0.001 


-0.16 


0.11241 


5061 


6.1871 


94.369 


321.598 


0.02100 


0.002 


-0.37 


0.04500 


5062 


6.1870 


94.297 


321.809 


0.02099 


0.002 


-0.50 


0.05099 


5064 


6.1869 


94.133 


322.288 


0.02100 


0.001 


-0.56 


0.06410 


5065 


6.1869 


94.054 


322.526 


0.02097 


0.001 


-0.72 


0.07122 


5066 


6.1868 


93.970 


322.773 


0.02104 


0.001 


-0.43 


0.07871 


5067 


6.1868 


93.882 


323.047 


0.02106 


0.001 


-0.42 


0.08657 


5068 


6.1867 


93.782 


323.335 


0.02100 


0.001 


-0.78 


0.09481 


5069 


6.1866 


93.682 


323.629 


0.02103 


0.001 


-0.70 


0.10342 


5070 


6.1866 


93.578 


323.942 


0.02106 


0.001 


-0.62 


0.11241 


5082 


5.5060 


83.859 


321.512 


0.02057 


0.002 


-1.18 


0.04215 


5083 


5.5060 


83.803 


321.705 


0.02073 


0.002 


-0.43 


0.04795 


5084 


5.5061 


83.735 


321.934 


0.02077 


0.001 


-0.28 


0.05414 


5085 


5.5061 


83.667 


322.164 


0.02073 


0.001 


-0.52 


0.06069 


5086 


5.5061 


83.587 


322.430 


0.02068 


0.002 


-0.82 


0.06762 


5087 


5.5061 


83.515 


322.685 


0.02074 


0.001 


-0.58 


0.07492 


5088 


5.5061 


83.435 


322.959 


0.02077 


0.001 


-0.51 


0.08260 


5089 


5.5061 


83.352 


323.250 


0.02064 


0.001 


-1.21 


0.09065 


5090 


5.5061 


83.268 


323.532 


0.02071 


0.001 


-0.93 


0.09908 


5103 


4.8431 


73.672 


321.333 


0.02043 


0.003 


-0.58 


0.03672 


5104 


4.8431 


73.624 


321.518 


0.02042 


0.002 


-0.64 


0.04215 


5105 


4.8432 


73.572 


321.728 


0.02048 


0.002 


-0.40 


0.04796 


5106 


4.8431 


73.512 


321.960 


0.02048 


0.002 


-0.44 


0.05414 


5107 


4.8432 


73.452 


322.198 


0.02048 


0.001 


-0.52 


0.06069 


5108 


4.8431 


73.388 


322.449 


0.02048 


0.001 


-0.59 


0.06762 


5109 


4.8431 


73.321 


322.712 


0.02046 


0.001 


-0.74 


0.07492 


5110 


4.8431 


73.249 


323.000 


0.02049 


0.001 


-0.66 


0.08260 


5122 


4.1373 


62.842 


321.147 


0.02004 


0.003 


-1.14 


0.03166 


5123 


4.1373 


62.798 


321.339 


0.02018 


0.003 


-0.50 


0.03672 


5124 


4.1374 


62.758 


321.541 


0.02023 


0.002 


-0.31 


0.04215 


5125 


4.1374 


62.706 


321.776 


0.02013 


0.002 


-0.84 


0.04796 


5126 


4.1375 


62.658 


322.005 


0.02021 


0.002 


-0.53 


0.05414 


5127 


4.1375 


62.603 


322.266 


0.02012 


0.002 


-1.02 


0.06069 


5128 


4.1375 


62.547 


322.531 


0.02031 


0.001 


-0.15 


0.06762 


5129 


4.1375 


62.491 


322.791 


0.02023 


0.001 


-0.57 


0.07492 


5130 


4.1375 


62.431 


323.081 


0.02020 


0.001 


-0.80 


0.08260 


5143 


3.4551 


52.320 


321.388 


0.01992 


0.003 


-0.61 


0.03672 


5145 


3.4549 


52.240 


321.841 


0.01989 


0.002 


-0.83 


0.04795 
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Table 2. Thermal conductivity of argon, transient method — Continued 



Point 


P 


P 


Texp 


Aexp 


STAT 


Relative 


? 


no. 


(MPa) 


(kg m-') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 








Nominal 


temperature 320 K 








5146 


3.4550 


52.200 


322.077 


0.02004 


0.002 


-0.12 


0.05413 


5147 


3.4550 


52.156 


322.325 


0.01990 


0.001 


-0.91 


0.06069 


5148 


3.4546 


52.104 


322.584 


0.01991 


0.001 


-0.90 


0.06762 


5149 


3.4548 


52.052 


322.889 


0.01994 


0.001 


-0.86 


0.07492 


5150 


3.4549 


52.000 


323.191 


0.01995 


0.001 


-0.86 


0.08259 


5163 


2.7632 


41.770 


321.224 


0.01969 


0.003 


-0.49 


0.03165 


5164 


2.7631 


41.738 


321.429 


0.01961 


0.003 


-0.93 


0.03671 


5165 


2.7632 


41.706 


321.678 


0.01973 


0.002 


-0.36 


0.04214 


5166 


2.7633 


41.678 


321.896 


0.01964 


0.002 


-0.92 


0.04795 


5167 


2.7633 


41.642 


322.159 


0.01966 


0.002 


-0.84 


0.05413 


5168 


2.7632 


41.602 


322.422 


0.01960 


0.002 


-1.23 


0.06068 


5169 


2.7633 


41.566 


322.688 


0.01964 


0.001 


-1.11 


0.06761 


5170 


2.7633 


41.526 


322.985 


0.01966 


0.001 


-1.08 


0.07491 


5193 


2.0865 


31.455 


321.287 


0.01916 


0.003 


-2.06 


0.03165 


5194 


2.0865 


31.435 


321.494 


0.01932 


0.003 


-1.28 


0.03671 


5195 


2.0864 


31.411 


321.726 


0.01929 


0.002 


-1.50 


0.04215 


5196 


2.0866 


31.387 


321.970 


0.01932 


0.002 


-1.41 


0.04795 


5197 


2.0865 


31.359 


322.228 


0.01934 


0.002 


-1.36 


0.05413 


5198 


2.0865 


31.331 


322.499 


0.01933 


0.001 


-1.48 


0.06068 


5199 


2.0863 


31.299 


322.791 


0.01935 


0.001 


-1.45 


0.06761 


5200 


2.0863 


31.267 


323.096 


0.01938 


0.001 


-1.34 


0.07491 


5214 


1.3800 


20.729 


321.581 


0.01897 


0.003 


-1.91 


0.03671 


5215 


1.3798 


20.713 


321.822 


0.01902 


0.002 


-1.74 


0.04214 


5216 


1.3798 


20.697 


322.075 


0.01898 


0.003 


-2.03 


0.04795 


5217 


1.3798 


20.677 


322.346 


0.01902 


0.002 


-1.85 


0.05412 


5218 


1.3800 


20.661 


322.636 


0.01895 


0.001 


-2.33 


0.06068 


5219 


1.3800 


20.641 


322.948 


0.01915 


0.002 


-1.34 


0.06760 


5220 


1.3800 


20.617 


323.267 


0.01895 


0.001 


-2.45 


0.07490 


5235 


0.6849 


10.251 


321.919 


0.01867 


0.003 


-2.49 


0.04214 


5236 


0.6849 


10.239 


322.206 


0.01894 


0.003 


-1.06 


0.04794 


5237 


0.6849 


10.231 


322.494 


0.01870 


0.002 


-2.48 


0.05412 


5239 


0.6849 


10.211 


323.147 


0.01891 


0.002 


-1.47 


0.06760 


5240 


0.6849 


10.203 


323.465 


0.01880 


0.001 


-2.18 


0.07490 


5259 


0.3678 


5.485 


322.625 


0.01864 


0.002 


-2.27 


0.05412 


5260 


0.3679 


5.481 


322.970 


0.01865 


0.002 


-2.31 


0.06067 


5277 


0.1732 


2.581 


322.807 


0.01881 


0.002 


-1.09 


0.05412 


5278 


0.1734 


2.577 


323.722 


0.01885 


0.002 


-1.09 


0.07120 


5279 


0.1733 


2.565 


324.762 


0.01893 


0.002 


-0.96 


0.09062 








Nominal 


temperature 340 K 








6001 


8.1063 


112.607 


342.889 


0.02259 


0.001 


-0.74 


0.12914 


6002 


8.1064 


112.786 


342.417 


0.02257 


0.001 


-0.77 


0.11441 


6003 


8.1065 


112.954 


341.979 


0.02252 


0.001 


-0.89 


0.10058 


6004 


8.1066 


113.118 


341.557 


0.02247 


0.001 


-1.08 


0.08763 


6005 


8.1067 


113.267 


341.170 


0.02253 


0.001 


-0.72 


0.07556 


6006 


8.1068 


113.403 


340.814 


0.02246 


0.001 


-0.95 


0.06439 


6018 


7.5842 


105.344 


342.791 


0.02238 


0.001 


-0.76 


0.12412 


6019 


7.5843 


105.453 


342.487 


0.02233 


0.001 


-0.94 


0.11439 


6020 


7.5845 


105.566 


342.175 


0.02236 


0.001 


-0.76 


0.10507 


6021 


7.5846 


105.664 


341.892 


0.02236 


0.001 


-0.70 


0.09614 


6022 


7.5845 


105.762 


341.615 


0.02228 


0.001 


-0.98 


0.08761 


6023 


7.5848 


105.859 


341.349 


0.02232 


0.001 


-0.76 


0.07948 


6024 


7.5848 


105.949 


341.101 


0.02231 


0.001 


-0.79 


0.07173 


6036 


6.9060 


95.828 


342.896 


0.02210 


0.001 


-0.89 


0.12412 


6037 


6.9061 


95.933 


342.567 


0.02208 


0.001 


-0.89 


0.11440 
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Table 2. Thermal conductivity of argon, transient method — Continued 



Point 


P 


P 


Texp 


Aexp 


STAT 


Relative 


? 


no. 


(MPa) 


(kg m-') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 








Nominal 


temperature 340 K 








6038 


6.9062 


96.027 


342.270 


0.02199 


0.002 


-1.27 


0.10508 


6039 


6.9065 


96.128 


341.971 


0.02205 


0.001 


-0.95 


0.09615 


6040 


6.9062 


96.214 


341.683 


0.02212 


0.001 


-0.55 


0.08761 


6041 


6.9064 


96.304 


341.419 


0.02200 


0.001 


-1.05 


0.07948 


6042 


6.9065 


96.386 


341.167 


0.02198 


0.002 


-1.07 


0.07173 


6054 


6.2153 


86.152 


342.983 


0.02187 


0.001 


-0.77 


0.12412 


6055 


6.2153 


86.241 


342.663 


0.02188 


0.001 


-0.66 


0.11440 


6056 


6.2154 


86.327 


342.362 


0.02186 


0.001 


-0.66 


0.10508 


6057 


6.2155 


86.413 


342.061 


0.02173 


0.002 


-1.20 


0.09615 


6058 


6.2156 


86.499 


341.768 


0.02184 


0.001 


-0.67 


0.08762 


6059 


6.2155 


86.573 


341.498 


0.02182 


0.001 


-0.68 


0.07948 


6060 


6.2156 


86.651 


341.226 


0.02185 


0.001 


-0.49 


0.07174 


6072 


5.5214 


76.433 


343.103 


0.02158 


0.001 


-0.93 


0.12412 


6073 


5.5215 


76.518 


342.765 


0.02155 


0.001 


-1.01 


0.11440 


6074 


5.5216 


76.597 


342.443 


0.02158 


0.001 


-0.82 


0.10507 


6075 


5.5215 


76.675 


342.137 


0.02153 


0.001 


-0.95 


0.09615 


6076 


5.5216 


76.749 


341.833 


0.02153 


0.001 


-0.92 


0.08761 


6077 


5.5215 


76.819 


341.552 


0.02151 


0.001 


-0.96 


0.07948 


6078 


5.5216 


76.886 


341.288 


0.02155 


0.001 


-0.72 


0.07173 


6090 


4.8340 


66.823 


343.216 


0.02135 


0.001 


-0.90 


0.12412 


6091 


4.8341 


66.901 


342.864 


0.02134 


0.001 


-0.85 


0.11440 


6092 


4.8341 


66.971 


342.531 


0.02128 


0.001 


-1.06 


0.10508 


6093 


4.8340 


67.038 


342.223 


0.02124 


0.001 


-1.19 


0.09614 


6094 


4.8341 


67.104 


341.915 


0.02132 


0.001 


-0.76 


0.08762 


6095 


4.8342 


67.170 


341.622 


0.02125 


0.001 


-1.02 


0.07948 


6096 


4.8341 


67.225 


341.353 


0.02121 


0.001 


-1.14 


0.07174 


6108 


4.1410 


57.158 


343.345 


0.02106 


0.001 


-1.12 


0.12414 


6109 


4.1411 


57.221 


342.987 


0.02107 


0.001 


-0.98 


0.11441 


6110 


4.1409 


57.280 


342.651 


0.02106 


0.001 


-0.98 


0.10508 


6112 


4.1408 


57.397 


342.005 


0.02100 


0.001 


-1.12 


0.08762 


6113 


4.1410 


57.455 


341.706 


0.02095 


0.001 


-1.31 


0.07949 


6114 


4.1411 


57.506 


341.425 


0.02105 


0.001 


-0.77 


0.07174 


6126 


3.4501 


47.568 


343.297 


0.02085 


0.001 


-0.97 


0.11921 


6127 


3.4501 


47.619 


342.946 


0.02077 


0.001 


-1.30 


0.10969 


6128 


3.4499 


47.670 


342.599 


0.02071 


0.001 


-1.49 


0.10057 


6130 


3.4495 


47.760 


341.955 


0.02080 


0.001 


-0.94 


0.08351 


6131 


3.4496 


47.806 


341.653 


0.02077 


0.001 


-0.99 


0.07556 


6132 


3.4496 


47.849 


341.371 


0.02074 


0.001 


-1.10 


0.06802 


6144 


3.4481 


47.537 


343.306 


0.02081 


0.001 


-1.18 


0.11923 


6145 


3.4481 


47.592 


342.944 


0.02078 


0.001 


-1.25 


0.10970 


6146 


3.4483 


47.646 


342.606 


0.02075 


0.001 


-1.30 


0.10058 


6147 


3.4481 


47.693 


342.273 


0.02072 


0.001 


-1.37 


0.09184 


6148 


3.4481 


47.740 


341.956 


0.02078 


0.001 


-1.03 


0.08351 


6149 


3.4481 


47.783 


341.663 


0.02074 


0.001 


-1.18 


0.07556 


6150 


3.4481 


47.826 


341.373 


0.02074 


0.001 


-1.08 


0.06802 


6162 


2.7654 


38.056 


343.459 


0.02057 


0.001 


-1.27 


0.11920 


6163 


2.7655 


38.103 


343.089 


0.02057 


0.001 


-1.17 


0.10968 


6164 


2.7655 


38.142 


342.738 


0.02049 


0.001 


-1.52 


0.10056 


6165 


2.7656 


38.189 


342.377 


0.02049 


0.001 


-1.41 


0.09184 


6166 


2.7655 


38.224 


342.061 


0.02055 


0.001 


-1.03 


0.08350 


6167 


2.7655 


38.259 


341.746 


0.02050 


0.001 


-1.25 


0.07557 


6168 


2.7655 


38.294 


341.445 


0.02050 


0.001 


-1.17 


0.06802 


6191 


2.0713 


28.462 


343.464 


0.02017 


0.001 


-2.15 


0.11439 


6192 


2.0713 


28.497 


343.073 


0.02025 


0.001 


-1.65 


0.10508 


6193 


2.0713 


28.528 


342.708 


0.02021 


0.001 


-1.79 


0.09615 


6194 


2.0714 


28.560 


342.363 


0.02021 


0.001 


-1.67 


0.08762 
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Table 2. Thermal conductivity of argon, transient method — Continued 



Point 


P 


P 


Texp 


Aexp 


STAT 


Relative 


? 


no. 


(MPa) 


(kg m-') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 








Nominal 


temperature 340 K 








6195 


2.0712 


28.587 


342.028 


0.02024 


0.001 


-1.43 


0.07948 


6196 


2.0712 


28.614 


341.716 


0.02016 


0.001 


-1.78 


0.07174 


6197 


2.0713 


28.642 


341.421 


0.02022 


0.001 


-1.40 


0.06439 


6198 


1.3694 


18.786 


343.481 


0.01995 


0.001 


-2.15 


0.10968 


6199 


1.3694 


18.809 


343.095 


0.01993 


0.001 


-2.17 


0.10055 


6200 


1.3694 


18.829 


342.723 


0.01988 


0.001 


-2.29 


0.09182 


6201 


1.3694 


18.848 


342.368 


0.01989 


0.001 


-2.19 


0.08350 


6202 


1.3694 


18.868 


342.026 


0.01992 


0.001 


-1.93 


0.07555 


6203 


1.3695 


18.888 


341.699 


0.01988 


0.001 


-2.09 


0.06801 


6204 


1.3694 


18.903 


341.405 


0.01976 


0.002 


-2.63 


0.06086 


6216 


0.6979 


9.559 


343.548 


0.01966 


0.001 


-2.61 


0.10506 


6217 


0.6979 


9.567 


343.146 


0.01963 


0.001 


-2.64 


0.09613 


6218 


0.6978 


9.578 


342.756 


0.01958 


0.001 


-2.84 


0.08761 


6219 


0.6978 


9.590 


342.387 


0.01959 


0.001 


-2.66 


0.07947 


6220 


0.6979 


9.602 


342.037 


0.01960 


0.001 


-2.53 


0.07173 


6221 


0.6978 


9.610 


341.703 


0.01952 


0.002 


-2.89 


0.06439 


6222 


0.6978 


9.618 


341.387 


0.01955 


0.002 


-2.64 


0.05744 


6234 


0.3486 


4.764 


343.883 


0.01963 


0.002 


-2.27 


0.10505 


6235 


0.3485 


4.772 


343.440 


0.01963 


0.001 


-2.18 


0.09612 


6236 


0.3486 


4.776 


343.023 


0.01966 


0.002 


-1.94 


0.08760 


6237 


0.3485 


4.779 


342.632 


0.01959 


0.001 


-2.18 


0.07947 


6238 


0.3485 


4.787 


342.259 


0.01965 


0.002 


-1.80 


0.07173 


6239 


0.3485 


4.791 


341.896 


0.01959 


0.002 


-2.02 


0.06438 


6240 


0.3486 


4.799 


341.572 


0.01968 


0.003 


-1.46 


0.05743 


6252 


0.1686 


2.304 


343.987 


0.01986 


0.002 


-0.86 


0.10052 


6253 


0.1686 


2.304 


343.531 


0.01986 


0.002 


-0.76 


0.09180 


6254 


0.1686 


2.308 


343.096 


0.01984 


0.002 


-0.75 


0.08346 


6255 


0.1685 


2.312 


342.690 


0.01982 


0.002 


-0.73 


0.07553 


6256 


0.1685 


2.312 


342.308 


0.01986 


0.002 


-0.44 


0.06800 


6257 


0.1685 


2.316 


341.932 


0.01983 


0.002 


-0.51 


0.06085 


6258 


0.1685 


2.319 


341.589 


0.01984 


0.003 


-0.36 


0.05410 



scales of Figs. 9 and 10 are deliberately the same. Super- 
imposing Figs. 9 and 10 shows that the systematic devi- 
ations at low densities are also seen in the steady-state 
measurements, which is why we ascribe this systematic 
deviation to a difference in the values for dilute gas 
thermal conductivity Aq. The agreement between the 
transient measurements and the steady-state results is 
quite good; the mean deviation between the two meth- 
ods is 1 %. 

The steady-state single-wire results are given in Table 
4 under several different headings. The single-wire ex- 
periments are an attempt to measure the end effects in 
each wire. At the ends of each wire, heat is flowing from 
the wire ends to the wire supports. In addition, a part of 
the applied heat is flowing from the end of the wire 
through the fluid to the cell ends, a geometry quite 
different from the center portions of the wire. The lines 
in Table 4 are in pairs by run and point number. The first 
line is the regular or normal result calculated from the 



measured bridge imbalances, while the result on the 
second line uses the voltages measured directly across 
the individual hot wires. As a check the added voltmeter 
was also connected across the bridge. In this case the 
two lines given in Table 4 are virtually identical. Rela- 
tive deviations of the data from the thermal conductivity 
surface of argon [12] are also provided in Table 4. These 
deviations are shown in Fig. 11 as a function of the 
applied power q . We see that for the short hot wire the 
thermal conductivity results are about 20 % above the 
normal steady-state bridge values, while for the long hot 
wire the deviation is around 4 % for the higher powers. 
An inspection of the single-wire voltage profiles indi- 
cates that turbulent convection (see trace c of Fig. 6) is 
first seen in the short-wire cell; however, it carries over 
into the full-bridge measurement. For the low-tempera- 
ture system [1], using wire lengths of 0.05 m and 0.10 
m, end effects of 8.3 % for the short wire and 4.8 % for 
the long wire were observed in nitrogen gas. The present 
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Fig. 10. Steady-state therinal conductivity results for argon. The baseline is the correlation of Younglove and Hanley [12]. 



wires have lengths of 0.05 m and 0.20 m, with end 
effects of 16 % and 4 %, respectively. For equivalent 
wire lengths (short wires), the present end effects are 
larger by about a factor of 2, quite reasonable given that 
the present steady-state measurements run considerably 
longer in time on a different gas. 

The very last segment in Table 4 shows a series of 
runs made at a pressure considerably below ambient 
with the added voltmeter connected across the short hot 
wire. The exact pressure was difficult to determine be- 
cause we did not have an appropriate pressure gage. We 
estimate that the pressure must be between 2 Pa and 
1300 Pa, somewhere between the limit of the forepump 
and the rather approximate reading of the regular pres- 
sure gage. We can be certain that these measurements 
fall into the Knudsen region where the thermal conduc- 
tivity is proportional to pressure. The deviations for the 
two highest power levels in this series fall between the 
ones for the long and the short hot wires. We might 
expect the end effects to be smaller under these condi- 
tions because the heat flow from the wire ends to the cell 
ends is reduced. 



It is shown that for all conditions, except perhaps 
turbulent convection in either cell, having the short hot 
wire in the bridge insures sufficient compensation for 
end effects. This seems to be in agreement with the 
conclusions of Taxis and Stephan [7]. Finally, the 
steady-state results, the first line of each pair, are inde- 
pendent of applied power, an excellent verification of 
the key requirement that the results are free from the 
influence of natural convection. 

4.3 Analysis 

Argon was selected as the test fluid because the di- 
lute-gas thermal conductivity Aq and the first density 
correction Ai = (3A/3p)t are well known from Chap- 
man-Enskog theory, as is the pair interaction potential 
for argon. The present results must be compared with 
the values derived from theory to validate the technique. 
To make the analysis easier, the large number of points 
was reduced by averaging as follows. All of the results 
were shifted from their experimental temperatures to the 
even temperatures of 300 K, 320 K, and 340 K using the 
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Table 3. Thermal conductivity of argon, steady-state method 



Point 


P 


P 


r„p 


Aexp 


TBAND 


Relative 


q 


AT 


Ra 


no. 


(MPa) 


(kg m"') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 






Nominal temperature 300 K 


3015 


7.4443 


123.423 


300.647 


0.02051 


1.33 


-0.89 


0.01420 


0.663 


51646 


3016 


7.4439 


123.407 


300.667 


0.02082 


1.45 


0.58 


0.01582 


0.722 


56238 


3017 


7.4442 


123.391 


300.713 


0.02071 


1.42 


0.05 


0.01753 


0.796 


61990 


3018 


7.4439 


123.363 


300.757 


0.02030 


1.10 


-1.97 


0.01933 


0.886 


68872 


3034 


6.9070 


114.295 


300.621 


0.02093 


1.46 


2.31 


0.01267 


0.591 


39372 


3035 


6.9071 


114.283 


300.651 


0.02070 


1.44 


1.20 


0.01420 


0.665 


44239 


3036 


6.9069 


114.263 


300.694 


0.02010 


1.61 


-1.79 


0.01582 


0.755 


50224 


3038 


6.9073 


114.235 


300.766 


0.02042 


1.12 


-0.17 


0.01933 


0.894 


59373 


3039 


6.9074 


114.215 


300.812 


0.02034 


1.81 


-0.58 


0.02122 


0.977 


64788 


3051 


6.2656 


103.318 


300.866 


0.02016 


1.21 


-0.12 


0.02319 


1.088 


58667 


3052 


6.2652 


103.326 


300.830 


0.01989 


1.43 


-1.44 


0.02122 


1.015 


54769 


3053 


6.2653 


103.345 


300.788 


0.01994 


1.13 


-1.20 


0.01933 


0.930 


50217 


3054 


6.2652 


103.357 


300.747 


0.01993 


1.22 


-1.26 


0.01754 


0.850 


45946 


3055 


6.2654 


103.377 


300.709 


0.01989 


1.63 


-1.45 


0.01583 


0.774 


41870 


3056 


6.2654 


103.393 


300.672 


0.02019 


1.53 


0.08 


0.01420 


0.690 


37329 


3058 


6.2654 


103.425 


300.592 


0.02079 


1.77 


2.97 


0.01122 


0.537 


29104 


3071 


5.5847 


91.824 


300.867 


0.02017 


1.18 


1.37 


0.02319 


1.109 


46858 


3072 


5.5847 


91.836 


300.831 


0.02023 


1.13 


1.69 


0.02122 


1.018 


43048 


3073 


5.5848 


91.856 


300.783 


0.02025 


1.27 


1.81 


0.01933 


0.933 


39457 


3074 


5.5848 


91.872 


300.738 


0.02031 


1.07 


2.10 


0.01753 


0.849 


35936 


3075 


5.5848 


91.884 


300.700 


0.02029 


1.57 


2.01 


0.01582 


0.771 


32670 


3076 


5.5847 


91.896 


300.663 


0.02032 


1.46 


2.17 


0.01420 


0.695 


29460 


3077 


5.5846 


91.908 


300.625 


0.02036 


1.50 


2.36 


0.01267 


0.622 


26388 


3094 


4.9524 


81.270 


300.629 


0.02002 


1.65 


1.96 


0.01267 


0.639 


21009 


3095 


4.9525 


81.258 


300.670 


0.01997 


1.85 


1.71 


0.01421 


0.715 


23490 


3096 


4.9525 


81.246 


300.709 


0.01995 


1.32 


1.63 


0.01583 


0.793 


26058 


3097 


4.9526 


81.234 


300.751 


0.01997 


1.56 


1.71 


0.01754 


0.874 


28690 


3098 


4.9526 


81.222 


300.797 


0.01990 


1.49 


1.38 


0.01933 


0.962 


31549 


3099 


4.9527 


81.210 


300.845 


0.01995 


1.12 


1.59 


0.02122 


1.048 


34349 


3100 


4.9528 


81.198 


300.887 


0.01990 


1.38 


1.36 


0.02319 


1.142 


37404 


3113 


4.2565 


69.625 


300.610 


0.01891 


1.77 


-2.28 


0.01122 


0.606 


14468 


3115 


4.2560 


69.601 


300.674 


0.01944 


1.26 


0.46 


0.01420 


0.742 


17689 


3116 


4.2561 


69.589 


300.727 


0.01938 


1.18 


0.18 


0.01583 


0.826 


19675 


3117 


4.2561 


69.581 


300.764 


0.01945 


1.13 


0.49 


0.01754 


0.909 


21640 


3118 


4.2562 


69.569 


300.812 


0.01947 


1.35 


0.58 


0.01933 


0.997 


23725 


3119 


4.2562 


69.561 


300.846 


0.01951 


1.20 


0.79 


0.02122 


1.088 


25868 


3120 


4.2561 


69.545 


300.902 


0.01950 


1.37 


0.72 


0.02319 


1.185 


28147 


3134 


3.5546 


57.937 


300.649 


0.01889 


1.41 


-0.98 


0.01267 


0.689 


11239 


3135 


3.5547 


57.929 


300.680 


0.01925 


1.44 


0.89 


0.01420 


0.756 


12333 


3136 


3.5546 


57.917 


300.725 


0.01925 


1.78 


0.89 


0.01583 


0.841 


13697 


3137 


3.5545 


57.909 


300.770 


0.01924 


0.95 


0.82 


0.01754 


0.929 


15132 


3138 


3.5544 


57.897 


300.814 


0.01923 


0.90 


0.75 


0.01933 


1.023 


16635 


3139 


3.5544 


57.885 


300.865 


0.01923 


1.10 


0.71 


0.02122 


1.119 


18194 


3140 


3.5544 


57.877 


300.910 


0.01924 


1.23 


0.76 


0.02319 


1.219 


19801 


4013 


2.8395 


46.096 


300.725 


0.01865 


1.54 


-0.89 


0.01122 


0.623 


6343 


4014 


2.8395 


46.092 


300.758 


0.01865 


1.52 


-0.90 


0.01267 


0.703 


7145 


4015 


2.8395 


46.084 


300.807 


0.01863 


1.22 


-1.01 


0.01420 


0.787 


7999 


4016 


2.8395 


46.076 


300.844 


0.01870 


1.48 


-0.68 


0.01582 


0.873 


8863 


4017 


2.8395 


46.068 


300.897 


0.01871 


0.89 


-0.62 


0.01753 


0.965 


9788 


4018 


2.8394 


46.060 


300.938 


0.01874 


0.91 


-0.46 


0.01933 


1.060 


10745 


4019 


2.8392 


46.048 


300.987 


0.01875 


0.95 


-0.45 


0.02121 


1.161 


11757 


4020 


2.8392 


46.040 


301.037 


0.01879 


1.12 


-0.23 


0.02319 


1.264 


12786 


4033 


2.1134 


34.180 


300.707 


0.01864 


1.92 


0.45 


0.01123 


0.627 


3453 


4034 


2.1132 


34.172 


300.753 


0.01841 


1.89 


-0.82 


0.01267 


0.716 


3941 


4035 


2.1133 


34.168 


300.795 


0.01863 


1.40 


0.35 


0.01421 


0.793 


4360 


4036 


2.1132 


34.160 


300.840 


0.01861 


1.24 


0.23 


0.01583 


0.884 


4855 
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Table 3. Thermal conductivity of argon, steady-state method — Continued 



Point 


P 


P 


r„p 


Aexp 


TBAND 


Relative 


q 


AT 


Ra 


no. 


(iVIPa) 


(kg m"') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 






Nominal temperature 300 K 


4037 


2.1132 


34.152 


300.885 


0.01858 


1.48 


0.04 


0.01754 


0.980 


5379 


4038 


2.1132 


34.148 


300.932 


0.01851 


0.95 


-0.34 


0.01934 


1.084 


5942 


4039 


2.1132 


34.140 


300.990 


0.01843 


0.85 


-0.78 


0.02123 


1.193 


6535 


4040 


2.1132 


34.132 


301.050 


0.01833 


0.99 


-1.32 


0.02320 


1.309 


7164 


4053 


1.3696 


22.059 


300.691 


0.01830 


1.67 


-0.04 


0.01123 


0.641 


1445 


4054 


1.3697 


22.055 


300.739 


0.01789 


1.76 


-2.34 


0.01267 


0.740 


1667 


4055 


1.3696 


22.051 


300.789 


0.01791 


1.31 


-2.24 


0.01421 


0.829 


1864 


4056 


1.3698 


22.051 


300.822 


0.01826 


1.17 


-0.29 


0.01583 


0.905 


2036 


4057 


1.3696 


22.047 


300.869 


0.01830 


0.82 


-0.09 


0.01754 


1.001 


2248 


4058 


1.3698 


22.043 


300.922 


0.01826 


0.86 


-0.30 


0.01934 


1.105 


2481 


4059 


1.3698 


22.043 


300.975 


0.01825 


0.75 


-0.38 


0.02122 


1.213 


2721 


4060 


1.3698 


22.035 


301.030 


0.01825 


1.04 


-0.39 


0.02320 


1.325 


2970 


4061 


1.3700 


22.035 


301.091 


0.01826 


0.52 


-0.38 


0.02526 


1.442 


3229 


4062 


1.3698 


22.027 


301.147 


0.01822 


0.66 


-0.60 


0.02741 


1.567 


3504 


4063 


1.3698 


22.023 


301.211 


0.01821 


0.59 


-0.70 


0.02964 


1.695 


3788 


4064 


1.3699 


22.019 


301.275 


0.01822 


0.61 


-0.62 


0.03197 


1.825 


4075 


4065 


1.3699 


22.015 


301.353 


0.01810 


0.67 


-1.32 


0.03438 


1.975 


4404 


4066 


1.3699 


22.007 


301.417 


0.01811 


0.57 


-1.29 


0.03688 


2.116 


4714 


4067 


1.3700 


22.003 


301.494 


0.01812 


0.45 


-1.27 


0.03947 


2.262 


5034 


4068 


1.3701 


21.999 


301.569 


0.01811 


0.50 


-1.31 


0.04214 


2.415 


5367 


4069 


1.3699 


21.991 


301.641 


0.01818 


0.46 


-0.94 


0.04491 


2.562 


5686 


4070 


1.3700 


21.987 


301.724 


0.01817 


0.46 


-1.01 


0.04776 


2.724 


6039 


4072 


0.7011 


11.249 


300.661 


0.01834 


1.79 


1.37 


0.01123 


0.641 


369 


4073 


0.7010 


11.245 


300.753 


0.01794 


1.36 


-0.85 


0.01421 


0.829 


477 


4075 


0.7012 


11.241 


300.957 


0.01799 


1.24 


-0.65 


0.02122 


1.235 


708 


4076 


0.7010 


11.229 


301.197 


0.01802 


0.59 


-0.55 


0.02964 


1.722 


983 


4077 


0.7009 


11.221 


301.325 


0.01811 


0.47 


-0.07 


0.03438 


1.986 


1131 


4078 


0.7010 


11.217 


301.470 


0.01810 


0.53 


-0.18 


0.03947 


2.281 


1297 


4079 


0.7011 


11.213 


301.632 


0.01807 


0.39 


-0.34 


0.04491 


2.597 


1473 


4080 


0.7011 


11.205 


301.799 


0.01807 


0.34 


-0.41 


0.05070 


2.932 


1658 


4093 


0.3781 


6.056 


300.717 


0.01820 


1.87 


1.14 


0.01421 


0.818 


135 


4094 


0.3780 


6.052 


300.816 


0.01815 


1.06 


0.85 


0.01754 


1.013 


167 


4095 


0.3780 


6.048 


300.919 


0.01810 


0.84 


0.53 


0.02122 


1.229 


202 


4096 


0.3780 


6.044 


301.043 


0.01807 


0.72 


0.38 


0.02526 


1.464 


241 


4097 


0.3780 


6.044 


301.170 


0.01806 


0.53 


0.26 


0.02964 


1.720 


282 


4098 


0.3780 


6.040 


301.307 


0.01802 


0.39 


0.03 


0.03438 


1.998 


327 


4099 


0.3780 


6.040 


301.447 


0.01802 


0.32 


-0.04 


0.03947 


2.294 


375 


4100 


0.3781 


6.036 


301.614 


0.01801 


0.28 


-0.13 


0.04491 


2.612 


426 


4111 


0.1684 


2.692 


300.811 


0.01765 


0.95 


-1.56 


0.01754 


1.041 


34 


4112 


0.1685 


2.692 


300.920 


0.01771 


0.79 


-1.28 


0.02122 


1.256 


41 


4113 


0.1686 


2.692 


301.025 


0.01790 


0.68 


-0.24 


0.02526 


1.479 


48 


4114 


0.1686 


2.692 


301.159 


0.01789 


0.56 


-0.34 


0.02964 


1.737 


56 


4115 


0.1685 


2.689 


301.295 


0.01789 


0.42 


-0.36 


0.03438 


2.014 


65 


4116 


0.1684 


2.689 


301.447 


0.01787 


0.32 


-0.49 


0.03946 


2.314 


74 


4117 


0.1685 


2.689 


301.601 


0.01787 


0.36 


-0.53 


0.04490 


2.633 


85 


4118 


0.1684 


2.685 


301.772 


0.01787 


0.22 


-0.61 


0.05070 


2.974 


95 


4119 


0.1685 


2.685 


301.958 


0.01787 


0.16 


-0.66 


0.05684 


3.333 


106 


4120 


0.1686 


2.685 


302.138 


0.01787 


0.20 


-0.69 


0.06333 


3.713 


118 



Nominal temperature 320 K 



5011 


8.3286 


128.181 


320.414 


0.02219 


1.42 


1.21 


0.01519 


0.662 


45411 


5012 


8.3287 


128.165 


320.448 


0.02212 


1.07 


0.89 


0.01693 


0.734 


50310 


5013 


8.3287 


128.149 


320.483 


0.02212 


1.37 


0.88 


0.01876 


0.807 


55252 


5014 


8.3288 


128.133 


320.524 


0.02198 


1.06 


0.24 


0.02068 


0.887 


60707 


5015 


8.3287 


128.109 


320.566 


0.02184 


1.02 


-0.40 


0.02270 


0.970 


66368 
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Table 3. Thermal conductivity of argon, steady-state method — Continued 



Point 


P 


P 


r„p 


Aexp 


TBAND 


Relative 


q 


AT 


Ra 


no. 


(iVIPa) 


(kg m"') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 






Nominal temperature 320 K 


5031 


7.5812 


116.492 


320.447 


0.02190 


1.34 


1.34 


0.01693 


0.752 


42454 


5032 


7.5812 


116.480 


320.478 


0.02187 


1.06 


1.19 


0.01876 


0.828 


46742 


5033 


7.5813 


116.460 


320.521 


0.02181 


0.79 


0.91 


0.02068 


0.908 


51240 


5034 


7.5815 


116.444 


320.564 


0.02175 


1.32 


0.64 


0.02270 


0.992 


55906 


5035 


7.5815 


116.428 


320.604 


0.02165 


0.92 


0.18 


0.02480 


1.080 


60833 


5036 


7.5816 


116.412 


320.644 


0.02159 


0.85 


-0.11 


0.02701 


1.169 


65840 


5051 


6.8718 


105.431 


320.434 


0.02165 


1.12 


1.57 


0.01693 


0.769 


35481 


5052 


6.8721 


105.419 


320.474 


0.02164 


1.04 


1.53 


0.01876 


0.847 


39058 


5053 


6.8719 


105.403 


320.510 


0.02161 


0.90 


1.39 


0.02068 


0.930 


42813 


5054 


6.8720 


105.383 


320.564 


0.02154 


1.28 


1.03 


0.02269 


1.017 


46793 


5055 


6.8722 


105.367 


320.607 


0.02148 


0.94 


0.77 


0.02480 


1.106 


50882 


5056 


6.8722 


105.355 


320.644 


0.02141 


0.83 


0.41 


0.02701 


1.200 


55164 


5059 


6.8724 


105.299 


320.793 


0.02125 


0.98 


-0.34 


0.03418 


1.497 


68604 


5071 


6.1864 


94.785 


320.337 


0.02154 


1.90 


2.37 


0.01355 


0.632 


23485 


5072 


6.1863 


94.769 


320.377 


0.02145 


1.25 


1.96 


0.01519 


0.708 


26285 


5073 


6.1864 


94.757 


320.422 


0.02144 


1.29 


1.91 


0.01693 


0.785 


29134 


5074 


6.1863 


94.745 


320.459 


0.02141 


1.24 


1.76 


0.01876 


0.867 


32135 


5075 


6.1864 


94.725 


320.510 


0.02097 


1.17 


-0.32 


0.02068 


0.970 


35906 


5076 


6.1863 


94.709 


320.556 


0.02105 


1.14 


0.09 


0.02269 


1.054 


39002 


5077 


6.1863 


94.697 


320.596 


0.02103 


0.85 


-0.04 


0.02480 


1.147 


42405 


5078 


6.1861 


94.677 


320.645 


0.02103 


0.88 


-0.03 


0.02701 


1.241 


45850 


5079 


6.1860 


94.661 


320.689 


0.02102 


1.00 


-0.09 


0.02930 


1.339 


49437 


5080 


6.1860 


94.641 


320.741 


0.02099 


0.78 


-0.28 


0.03169 


1.442 


53179 


5091 


5.5066 


84.234 


320.284 


0.02101 


1.96 


1.21 


0.01200 


0.581 


16950 


5092 


5.5067 


84.222 


320.324 


0.02080 


1.92 


0.24 


0.01355 


0.659 


19231 


5093 


5.5068 


84.210 


320.360 


0.02105 


1.38 


1.40 


0.01519 


0.728 


21218 


5094 


5.5065 


84.194 


320.403 


0.02101 


1.09 


1.19 


0.01693 


0.809 


23571 


5095 


5.5066 


84.186 


320.437 


0.02102 


1.41 


1.22 


0.01875 


0.893 


25981 


5096 


5.5068 


84.174 


320.483 


0.02102 


1.14 


1.22 


0.02068 


0.980 


28495 


5097 


5.5067 


84.158 


320.530 


0.02099 


0.97 


1.05 


0.02269 


1.072 


31151 


5098 


5.5070 


84.150 


320.573 


0.02087 


1.06 


0.51 


0.02480 


1.172 


34039 


5099 


5.5071 


84.138 


320.627 


0.02073 


1.05 


-0.18 


0.02700 


1.278 


37084 


5100 


5.5070 


84.119 


320.682 


0.02075 


1.03 


-0.08 


0.02930 


1.378 


39960 


5112 


4.8436 


73.944 


320.298 


0.02081 


1.50 


1.48 


0.01355 


0.665 


14844 


5113 


4.8438 


73.940 


320.334 


0.02078 


1.77 


1.37 


0.01519 


0.743 


16599 


5114 


4.8438 


73.932 


320.369 


0.02077 


1.07 


1.28 


0.01693 


0.826 


18436 


5115 


4.8438 


73.916 


320.420 


0.02077 


1.08 


1.27 


0.01876 


0.912 


20342 


5116 


4.8439 


73.908 


320.463 


0.02077 


0.98 


1.26 


0.02068 


1.002 


22330 


5117 


4.8438 


73.892 


320.506 


0.02080 


1.17 


1.39 


0.02269 


1.095 


24367 


5118 


4.8440 


73.884 


320.554 


0.02088 


1.13 


1.79 


0.02480 


1.187 


26408 


5119 


4.8441 


73.876 


320.597 


0.02088 


1.44 


1.78 


0.02700 


1.287 


28623 


5120 


4.8442 


73.864 


320.650 


0.02094 


1.17 


2.05 


0.02930 


1.388 


30823 


5133 


4.1375 


63.018 


320.337 


0.02050 


1.40 


1.27 


0.01519 


0.760 


12223 


5134 


4.1375 


63.010 


320.384 


0.02044 


1.31 


1.01 


0.01693 


0.847 


13608 


5135 


4.1375 


62.998 


320.437 


0.02039 


1.13 


0.75 


0.01876 


0.938 


15063 


5136 


4.1377 


62.994 


320.471 


0.02045 


1.20 


1.02 


0.02068 


1.029 


16509 


5137 


4.1377 


62.982 


320.521 


0.02041 


0.92 


0.83 


0.02269 


1.128 


18085 


5138 


4.1376 


62.970 


320.572 


0.02041 


1.54 


0.83 


0.02480 


1.229 


19691 


5139 


4.1375 


62.954 


320.633 


0.02044 


1.12 


0.95 


0.02700 


1.332 


21327 


5140 


4.1373 


62.942 


320.679 


0.02046 


1.39 


1.01 


0.02930 


1.440 


23035 


5152 


3.4547 


52.508 


320.300 


0.02025 


1.74 


1.30 


0.01355 


0.692 


7658 


5153 


3.4547 


52.500 


320.342 


0.02021 


1.41 


1.11 


0.01519 


0.776 


8580 


5154 


3.4548 


52.496 


320.386 


0.02017 


0.99 


0.91 


0.01693 


0.864 


9555 


5155 


3.4549 


52.488 


320.434 


0.02009 


0.95 


0.49 


0.01875 


0.960 


10602 


5156 


3.4551 


52.484 


320.479 


0.02012 


1.11 


0.61 


0.02068 


1.055 


11644 


5157 


3.4549 


52.468 


320.537 


0.02001 


1.07 


0.07 


0.02269 


1.161 


12807 
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Table 3. Thermal conductivity of argon, steady-state method — Continued 



Point 


P 


P 


r„p 


Aexp 


TBAND 


Relative 


q 


AT 


Ra 


no. 


(iVIPa) 


(kg m"') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 






Nominal temperature 320 K 


5158 


3.4551 


52.464 


320.584 


0.02004 


1.47 


0.23 


0.02480 


1.264 


13936 


5159 


3.4549 


52.452 


320.641 


0.02009 


0.75 


0.43 


0.02700 


1.371 


15094 


5160 


3.4552 


52.444 


320.702 


0.01995 


1.06 


-0.27 


0.02930 


1.494 


16438 


5171 


2.7635 


41.893 


320.349 


0.01968 


1.43 


-0.32 


0.01519 


0.801 


5582 


5172 


2.7635 


41.889 


320.396 


0.01965 


1.00 


-0.50 


0.01693 


0.893 


6219 


5173 


2.7635 


41.881 


320.444 


0.01961 


1.07 


-0.71 


0.01875 


0.990 


6891 


5174 


2.7635 


41.873 


320.491 


0.01961 


1.04 


-0.73 


0.02067 


1.090 


7581 


5175 


2.7635 


41.866 


320.552 


0.01957 


0.80 


-0.95 


0.02269 


1.197 


8319 


5176 


2.7635 


41.862 


320.597 


0.01955 


0.78 


-1.05 


0.02480 


1.308 


9081 


5177 


2.7637 


41.854 


320.653 


0.01960 


0.80 


-0.80 


0.02700 


1.418 


9841 


5178 


2.7638 


41.846 


320.719 


0.01961 


1.14 


-0.76 


0.02930 


1.536 


10646 


5179 


2.7636 


41.838 


320.775 


0.01964 


1.30 


-0.64 


0.03169 


1.657 


11471 


5180 


2.7637 


41.830 


320.833 


0.01966 


1.15 


-0.55 


0.03418 


1.782 


12328 


5182 


2.0779 


31.419 


320.394 


0.01944 


1.20 


-0.38 


0.01693 


0.907 


3514 


5183 


2.0781 


31.415 


320.444 


0.01937 


1.26 


-0.73 


0.01876 


1.008 


3901 


5184 


2.0781 


31.411 


320.495 


0.01937 


0.92 


-0.75 


0.02068 


1.110 


4295 


5185 


2.0781 


31.403 


320.549 


0.01935 


0.81 


-0.86 


0.02269 


1.219 


4710 


5186 


2.0782 


31.399 


320.606 


0.01933 


0.86 


-0.99 


0.02480 


1.332 


5146 


5187 


2.0782 


31.395 


320.663 


0.01933 


0.55 


-1.01 


0.02700 


1.450 


5594 


5188 


2.0783 


31.391 


320.729 


0.01930 


0.64 


-1.19 


0.02930 


1.574 


6070 


5189 


2.0783 


31.383 


320.785 


0.01929 


0.58 


-1.24 


0.03169 


1.702 


6555 


5190 


2.0783 


31.375 


320.850 


0.01929 


0.64 


-1.28 


0.03417 


1.834 


7057 


5203 


1.3798 


20.813 


320.327 


0.01947 


1.39 


1.00 


0.01519 


0.816 


1370 


5204 


1.3798 


20.805 


320.434 


0.01934 


1.14 


0.29 


0.01875 


1.013 


1699 


5205 


1.3796 


20.797 


320.538 


0.01926 


0.81 


-0.14 


0.02269 


1.230 


2059 


5207 


1.3798 


20.781 


320.791 


0.01913 


0.83 


-0.86 


0.03169 


1.727 


2880 


5208 


1.3798 


20.773 


320.925 


0.01909 


0.69 


-1.14 


0.03675 


2.006 


3338 


5209 


1.3800 


20.765 


321.070 


0.01915 


0.47 


-0.85 


0.04218 


2.293 


3809 


5210 


1.3798 


20.753 


321.229 


0.01912 


0.44 


-1.03 


0.04799 


2.610 


4324 


5222 


0.6847 


10.303 


320.238 


0.01937 


1.94 


1.67 


0.01200 


0.649 


264 


5223 


0.6849 


10.303 


320.324 


0.01933 


1.23 


1.42 


0.01519 


0.823 


334 


5224 


0.6849 


10.299 


320.418 


0.01927 


1.26 


1.09 


0.01875 


1.019 


413 


5225 


0.6848 


10.295 


320.528 


0.01912 


0.78 


0.30 


0.02269 


1.243 


503 


5226 


0.6849 


10.291 


320.656 


0.01900 


1.01 


-0.39 


0.02700 


1.488 


601 


5227 


0.6847 


10.283 


320.784 


0.01898 


0.80 


-0.52 


0.03169 


1.748 


704 


5228 


0.6849 


10.283 


320.930 


0.01897 


0.42 


-0.58 


0.03675 


2.027 


816 


5229 


0.6848 


10.275 


321.074 


0.01900 


0.69 


-0.49 


0.04218 


2.324 


932 


5230 


0.6849 


10.275 


321.232 


0.01901 


0.48 


-0.45 


0.04799 


2.641 


1058 


5244 


0.3681 


5.529 


320.427 


0.01875 


1.06 


-1.09 


0.01875 


1.048 


122 


5245 


0.3680 


5.525 


320.532 


0.01880 


1.25 


-0.90 


0.02269 


1.265 


146 


5246 


0.3680 


5.525 


320.645 


0.01892 


1.29 


-0.26 


0.02700 


1.495 


173 


5247 


0.3680 


5.521 


320.776 


0.01891 


0.79 


-0.33 


0.03169 


1.755 


203 


5248 


0.3680 


5.517 


320.911 


0.01889 


0.81 


-0.48 


0.03675 


2.038 


235 


5249 


0.3680 


5.517 


321.067 


0.01888 


0.60 


-0.56 


0.04218 


2.340 


269 


5250 


0.3680 


5.513 


321.230 


0.01888 


0.74 


-0.61 


0.04799 


2.662 


305 


5261 


0.3679 


5.505 


321.489 


0.01888 


0.67 


-0.67 


0.05741 


3.185 


363 


5262 


0.3680 


5.501 


321.774 


0.01880 


0.58 


-1.21 


0.06767 


3.770 


429 


5263 


0.3680 


5.497 


322.089 


0.01882 


0.65 


-1.19 


0.07877 


4.384 


496 


5264 


0.3680 


5.493 


322.413 


0.01883 


0.60 


-1.23 


0.09071 


5.045 


568 


5265 


0.1734 


2.601 


320.774 


0.01872 


0.65 


-1.06 


0.03169 


1.774 


45 


5266 


0.1733 


2.597 


320.913 


0.01870 


0.31 


-1.20 


0.03675 


2.060 


52 


5267 


0.1734 


2.597 


321.063 


0.01871 


0.28 


-1.20 


0.04218 


2.363 


60 


5268 


0.1734 


2.597 


321.227 


0.01872 


0.29 


-1.17 


0.04799 


2.687 


68 


5269 


0.1733 


2.593 


321.396 


0.01877 


0.21 


-0.92 


0.05418 


3.024 


76 


5270 


0.1732 


2.589 


321.582 


0.01879 


0.13 


-0.91 


0.06073 


3.388 


85 


5271 


0.1733 


2.589 


321.769 


0.01879 


0.19 


-0.95 


0.06767 


3.775 


95 



243 



Volume 105, Number 2, March-April 2000 

Journal of Research of the National Institute of Standards and Technology 



Table 3. Thermal conductivity of argon, steady-state method — Continued 



Point 
no. 


P 
(MPa) 


P 

(kg m"') 


(K) 


Aexp TBAND 
(Wm"' K"') 


Relative 
dev. (%) 


(W m"') 


AT 


Ra 


Nominal temperature 320 K 


5272 
5273 
5274 


0.1733 
0.1732 
0.1733 


2.589 
2.585 
2.585 


321.972 
322.196 
322.410 


0.01878 0.13 
0.01879 0.11 
0.01879 0.17 


-1.03 
-1.03 
-1.11 


0.07497 
0.08265 
0.09071 


4.184 
4.609 
5.060 


105 
115 
126 



Nominal temperature 340 K 



6008 


8.1066 


116.696 


339.086 


0.02319 


1.78 


2.52 


0.01524 


0.652 


31009 


6009 


8.1065 


116.660 


339.178 


0.02313 


0.99 


2.27 


0.01991 


0.840 


39919 


6010 


8.1065 


116.616 


339.287 


0.02289 


0.95 


1.20 


0.02519 


1.056 


50097 


6011 


8.1063 


116.564 


339.407 


0.02266 


0.71 


0.19 


0.03110 


1.293 


61186 


6026 


7.5849 


109.126 


339.099 


0.02281 


1.87 


1.82 


0.01524 


0.666 


27701 


6027 


7.5850 


109.094 


339.192 


0.02273 


1.12 


1.45 


0.01991 


0.861 


35747 


6028 


7.5849 


109.050 


339.305 


0.02260 


0.82 


0.88 


0.02519 


1.079 


44718 


6029 


7.5848 


109.006 


339.427 


0.02247 


0.86 


0.28 


0.03110 


1.318 


54503 


6030 


7.5849 


108.958 


339.556 


0.02229 


0.54 


-0.55 


0.03762 


1.579 


65176 


6044 


6.9067 


99.287 


339.107 


0.02271 


1.83 


2.53 


0.01524 


0.675 


23177 


6045 


6.9067 


99.255 


339.209 


0.02258 


1.21 


1.95 


0.01991 


0.876 


30031 


6046 


6.9070 


99.223 


339.317 


0.02255 


1.04 


1.83 


0.02519 


1.095 


37496 


6047 


6.9070 


99.179 


339.450 


0.02241 


0.75 


1.16 


0.03110 


1.342 


45834 


6048 


6.9070 


99.135 


339.582 


0.02228 


0.70 


0.57 


0.03763 


1.608 


54818 


6049 


6.9067 


99.083 


339.726 


0.02210 


0.80 


-0.28 


0.04477 


1.898 


64562 


6062 


6.2157 


89.268 


339.122 


0.02160 


1.92 


-1.22 


0.01524 


0.714 


19754 


6063 


6.2156 


89.232 


339.235 


0.02179 


1.31 


-0.39 


0.01991 


0.915 


25283 


6064 


6.2156 


89.204 


339.340 


0.02220 


0.82 


1.44 


0.02519 


1.125 


31042 


6065 


6.2153 


89.164 


339.462 


0.02208 


0.89 


0.89 


0.03110 


1.380 


37987 


6066 


6.2155 


89.120 


339.610 


0.02187 


0.83 


-0.08 


0.03762 


1.663 


45688 


6067 


6.2156 


89.080 


339.753 


0.02183 


0.90 


-0.30 


0.04477 


1.956 


53623 


6068 


6.2156 


89.032 


339.914 


0.02173 


0.71 


-0.77 


0.05254 


2.273 


62158 


6080 


5.5216 


79.213 


339.130 


0.02173 


1.57 


0.59 


0.01524 


0.715 


15518 


6081 


5.5217 


79.185 


339.241 


0.02171 


0.86 


0.48 


0.01991 


0.927 


20083 


6082 


5.5218 


79.157 


339.358 


0.02175 


1.11 


0.60 


0.02519 


1.161 


25109 


6083 


5.5219 


79.125 


339.487 


0.02177 


0.95 


0.67 


0.03110 


1.418 


30609 


6084 


5.5218 


79.089 


339.618 


0.02175 


0.83 


0.54 


0.03763 


1.699 


36611 


6085 


5.5219 


79.049 


339.774 


0.02173 


0.99 


0.43 


0.04477 


2.001 


43020 


6086 


5.5219 


79.009 


339.942 


0.02166 


0.68 


0.09 


0.05254 


2.328 


49920 


6087 


5.5218 


78.965 


340.106 


0.02164 


1.03 


-0.04 


0.06092 


2.670 


57107 


6088 


5.5219 


78.913 


340.301 


0.02154 


0.82 


-0.54 


0.06993 


3.040 


64822 


6098 


4.8343 


69.270 


339.143 


0.02138 


1.49 


0.14 


0.01524 


0.731 


12075 


6099 


4.8342 


69.246 


339.248 


0.02142 


1.13 


0.27 


0.01991 


0.947 


15621 


6100 


4.8341 


69.214 


339.376 


0.02143 


0.92 


0.31 


0.02519 


1.189 


19576 


6101 


4.8341 


69.186 


339.505 


0.02152 


0.86 


0.67 


0.03110 


1.451 


23842 


6102 


4.8341 


69.154 


339.648 


0.02155 


1.14 


0.78 


0.03762 


1.739 


28507 


6103 


4.8341 


69.118 


339.810 


0.02156 


1.33 


0.80 


0.04477 


2.050 


33527 


6104 


4.8340 


69.082 


339.973 


0.02154 


1.68 


0.68 


0.05254 


2.386 


38917 


6116 


4.1414 


59.263 


339.161 


0.02069 


1.87 


-2.02 


0.01525 


0.760 


9130 


6117 


4.1415 


59.243 


339.262 


0.02103 


1.17 


-0.37 


0.01991 


0.971 


11658 


6118 


4.1415 


59.219 


339.391 


0.02109 


0.97 


-0.14 


0.02520 


1.220 


14608 


6119 


4.1416 


59.195 


339.521 


0.02113 


0.71 


0.05 


0.03110 


1.494 


17856 


6120 


4.1417 


59.167 


339.668 


0.02124 


1.23 


0.54 


0.03763 


1.786 


21312 


6121 


4.1415 


59.135 


339.834 


0.02131 


1.51 


0.81 


0.04478 


2.105 


25051 


6133 


3.4497 


49.312 


339.056 


0.02065 


1.89 


-1.00 


0.01120 


0.564 


4664 


6134 


3.4499 


49.296 


339.158 


0.02069 


1.49 


-0.82 


0.01525 


0.763 


6306 


6135 


3.4499 


49.280 


339.273 


0.02069 


0.93 


-0.87 


0.01991 


0.994 


8195 


6136 


3.4498 


49.256 


339.405 


0.02070 


0.90 


-0.85 


0.02519 


1.252 


10305 


6137 


3.4499 


49.236 


339.544 


0.02079 


1.02 


-0.42 


0.03110 


1.532 


12586 


6138 


3.4499 


49.212 


339.704 


0.02082 


1.09 


-0.32 


0.03763 


1.843 


15102 
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Table 3. Thermal conductivity of argon, steady-state method — Continued 



Point 


P 


P 


r„p 


Aexp 


TBAND 


Relative 


q 


AT 


Ra 


no. 


(iVIPa) 


(kg m"') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 






Nominal temperature 340 K 


6139 


3.4501 


49.192 


339.859 


0.02091 


1.43 


0.06 


0.04477 


2.173 


17771 


6140 


3.4499 


49.160 


340.041 


0.02097 


1.57 


0.29 


0.05255 


2.531 


20635 


6152 


3.4481 


49.272 


339.157 


0.02064 


1.18 


-1.09 


0.01525 


0.765 


6316 


6153 


3.4481 


49.252 


339.278 


0.02066 


1.16 


-1.00 


0.01991 


0.995 


8196 


6154 


3.4481 


49.232 


339.408 


0.02068 


0.64 


-0.92 


0.02520 


1.253 


10302 


6155 


3.4481 


49.212 


339.550 


0.02079 


0.76 


-0.42 


0.03110 


1.532 


12572 


6156 


3.4483 


49.188 


339.706 


0.02081 


0.86 


-0.40 


0.03763 


1.844 


15100 


6157 


3.4483 


49.164 


339.869 


0.02090 


1.32 


0.02 


0.04478 


2.175 


17759 


6158 


3.4483 


49.136 


340.042 


0.02102 


2.00 


0.53 


0.05254 


2.525 


20568 


6170 


2.7656 


39.461 


339.156 


0.02078 


1.30 


0.73 


0.01525 


0.763 


4010 


6171 


2.7655 


39.445 


339.283 


0.02044 


1.12 


-0.97 


0.01991 


1.011 


5301 


6172 


2.7657 


39.429 


339.424 


0.02044 


0.73 


-0.98 


0.02519 


1.276 


6677 


6173 


2.7658 


39.413 


339.566 


0.02045 


0.68 


-0.96 


0.03110 


1.570 


8199 


6174 


2.7658 


39.393 


339.727 


0.02048 


0.75 


-0.86 


0.03763 


1.891 


9854 


6175 


2.7657 


39.369 


339.889 


0.02059 


1.30 


-0.37 


0.04477 


2.232 


11599 


6176 


2.7658 


39.349 


340.086 


0.02062 


1.14 


-0.26 


0.05254 


2.606 


13507 


6177 


2.7658 


39.325 


340.282 


0.02070 


1.70 


0.07 


0.06093 


3.000 


15503 


6178 


2.7659 


39.301 


340.493 


0.02076 


1.60 


0.34 


0.06993 


3.419 


17619 


6180 


2.0708 


29.506 


339.062 


0.02022 


1.90 


-0.88 


0.01120 


0.579 


1687 


6181 


2.0708 


29.498 


339.165 


0.02020 


1.40 


-0.97 


0.01524 


0.788 


2292 


6182 


2.0710 


29.490 


339.293 


0.02015 


1.08 


-1.26 


0.01991 


1.030 


2991 


6183 


2.0710 


29.478 


339.423 


0.02018 


0.63 


-1.16 


0.02519 


1.300 


3768 


6184 


2.0711 


29.462 


339.580 


0.02017 


0.51 


-1.24 


0.03110 


1.602 


4636 


6185 


2.0710 


29.446 


339.741 


0.02018 


0.58 


-1.24 


0.03763 


1.935 


5584 


6186 


2.0710 


29.434 


339.922 


0.02016 


0.52 


-1.38 


0.04477 


2.300 


6622 


6187 


2.0710 


29.414 


340.117 


0.02018 


0.53 


-1.29 


0.05254 


2.690 


7722 


6188 


2.0711 


29.398 


340.325 


0.02026 


0.92 


-0.97 


0.06092 


3.101 


8878 


6189 


2.0712 


29.378 


340.536 


0.02036 


1.41 


-0.53 


0.06993 


3.535 


10089 


6190 


2.0712 


29.358 


340.775 


0.02037 


1.04 


-0.51 


0.07955 


4.009 


11403 


6206 


1.3695 


19.475 


339.154 


0.02012 


1.49 


-0.24 


0.01525 


0.793 


996 


6207 


1.3695 


19.467 


339.277 


0.02011 


1.01 


-0.32 


0.01991 


1.035 


1298 


6208 


1.3696 


19.459 


339.418 


0.02007 


0.72 


-0.55 


0.02519 


1.312 


1641 


6209 


1.3696 


19.451 


339.566 


0.02007 


0.69 


-0.63 


0.03110 


1.619 


2022 


6210 


1.3696 


19.443 


339.742 


0.02005 


0.63 


-0.75 


0.03763 


1.958 


2440 


6211 


1.3696 


19.431 


339.926 


0.02003 


0.61 


-0.89 


0.04477 


2.330 


2896 


6212 


1.3696 


19.419 


340.130 


0.02001 


0.47 


-1.07 


0.05254 


2.736 


3390 


6213 


1.3696 


19.407 


340.348 


0.02000 


0.46 


-1.16 


0.06092 


3.171 


3917 


6214 


1.3696 


19.391 


340.575 


0.01999 


0.43 


-1.26 


0.06993 


3.637 


4479 


6215 


1.3696 


19.379 


340.835 


0.01997 


0.39 


-1.39 


0.07955 


4.136 


5074 


6224 


0.6978 


9.903 


339.155 


0.01963 


1.44 


-1.67 


0.01525 


0.814 


262 


6225 


0.6980 


9.903 


339.273 


0.01996 


1.01 


-0.04 


0.01991 


1.045 


336 


6226 


0.6979 


9.899 


339.413 


0.01995 


0.71 


-0.12 


0.02519 


1.323 


424 


6227 


0.6980 


9.895 


339.567 


0.01993 


0.74 


-0.24 


0.03110 


1.634 


523 


6228 


0.6979 


9.887 


339.741 


0.01992 


0.54 


-0.33 


0.03763 


1.977 


631 


6229 


0.6977 


9.883 


339.920 


0.01992 


0.55 


-0.41 


0.04477 


2.353 


749 


6230 


0.6977 


9.875 


340.129 


0.01987 


0.49 


-0.69 


0.05254 


2.767 


878 


6231 


0.6977 


9.867 


340.354 


0.01986 


0.50 


-0.80 


0.06092 


3.209 


1015 


6232 


0.6977 


9.859 


340.586 


0.01990 


0.50 


-0.64 


0.06993 


3.675 


1158 


6233 


0.6977 


9.855 


340.836 


0.01989 


0.46 


-0.76 


0.07955 


4.182 


1314 


6242 


0.3486 


4.942 


339.149 


0.01970 


1.77 


-0.79 


0.01525 


0.811 


65 


6243 


0.3485 


4.942 


339.275 


0.01969 


0.99 


-0.86 


0.01991 


1.060 


84 


6244 


0.3487 


4.942 


339.406 


0.01969 


0.88 


-0.89 


0.02519 


1.341 


107 


6245 


0.3486 


4.938 


339.576 


0.01969 


0.54 


-0.92 


0.03110 


1.655 


131 


6246 


0.3487 


4.938 


339.744 


0.01970 


0.64 


-0.91 


0.03763 


2.001 


158 


6247 


0.3487 


4.934 


339.933 


0.01970 


0.56 


-0.98 


0.04477 


2.382 


188 


6248 


0.3487 


4.930 


340.138 


0.01969 


0.52 


-1.04 


0.05254 


2.795 


220 
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Table 3. Thermal conductivity of argon, steady-state method — Continued 



Point 


P 


P 


r„p 


Aexp 


TBAND 


Relative 


q 


AT 


Ra 


no. 


(iVIPa) 


(kg m"') 


(K) 


(Wm"' K"') 




dev. (%) 


(W m"') 






Nominal temperature 340 K 


6249 


0.3487 


4.926 


340.359 


0.01972 


0.43 


-0.97 


0.06092 


3.237 


254 


6250 


0.3486 


4.922 


340.601 


0.01974 


0.45 


-0.92 


0.06992 


3.711 


290 


6251 


0.3487 


4.922 


340.854 


0.01974 


0.38 


-0.99 


0.07954 


4.221 


329 


6260 


0.1685 


2.389 


339.169 


0.01924 


1.78 


-2.89 


0.01525 


0.830 


15 


6261 


0.1685 


2.389 


339.292 


0.01943 


1.08 


-1.94 


0.01991 


1.074 


20 


6262 


0.1685 


2.385 


339.430 


0.01954 


0.64 


-1.41 


0.02519 


1.352 


25 


6263 


0.1685 


2.385 


339.589 


0.01960 


0.56 


-1.11 


0.03110 


1.663 


31 


6264 


0.1685 


2.385 


339.760 


0.01964 


0.40 


-0.94 


0.03763 


2.008 


37 


6265 


0.1684 


2.381 


339.948 


0.01966 


0.33 


-0.90 


0.04477 


2.387 


44 


6266 


0.1684 


2.381 


340.158 


0.01966 


0.25 


-0.96 


0.05254 


2.801 


51 


6267 


0.1684 


2.377 


340.381 


0.01967 


0.23 


-0.94 


0.06092 


3.246 


59 


6268 


0.1685 


2.377 


340.621 


0.01968 


0.16 


-0.98 


0.06992 


3.724 


68 


6269 


0.1684 


2.377 


340.870 


0.01969 


0.15 


-0.98 


0.07955 


4.235 


77 
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Fig. 11. End effect ratios from "single wire" measurements to determine the effectiveness of end effect compensation by the bridge circuit. The 
baseline is the correlation of Younglove and Hanley [12]. 
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Table 4. Steady-state results with single wires 



Point 


P 


P 


^ exp 


Aexp 


TBAND 


Relative 


1 


Ra 


no. 


(MPa) 


(kg m-') 


(K) 


(W m"' K"') 




Dev. (%) 


(W m"') 












Long hot wire, high 


pressure 








8001 


2.0753 


29.546 


339.323 


0.02038 


1.60 


-0.14 


0.01991 


2970 


8001 


2.0753 


29.554 


339.255 


0.02352 


0.00 


13.25 


0.01989 


2575 


8002 


2.0752 


29.542 


339.382 


0.02034 


1.37 


-0.36 


0.02195 


3276 


8002 


2.0752 


29.550 


339.304 


0.02362 


0.00 


13.60 


0.02193 


2824 


8003 


2.0754 


29.538 


339.440 


0.02033 


1.17 


-0.43 


0.02409 


3593 


8003 


2.0754 


29.546 


339.367 


0.02305 


0.00 


11.43 


0.02407 


3172 


8004 


2.0754 


29.534 


339.491 


0.02031 


1.28 


-0.52 


0.02633 


3925 


8004 


2.0754 


29.542 


339.408 


0.02316 


0.00 


11.88 


0.02631 


3445 


8005 


2.0752 


29.526 


339.557 


0.02031 


0.99 


-0.56 


0.02867 


4267 


8005 


2.0752 


29.534 


339.479 


0.02269 


0.00 


10.02 


0.02864 


3822 


8006 


2.0754 


29.522 


339.612 


0.02025 


0.90 


-0.84 


0.03111 


4636 


8006 


2.0754 


29.530 


339.533 


0.02248 


0.00 


9.16 


0.03108 


4181 


8007 


2.0754 


29.514 


339.683 


0.02023 


0.87 


-0.96 


0.03364 


5010 


8007 


2.0754 


29.522 


339.604 


0.02225 


0.00 


8.22 


0.03361 


4560 


8008 


2.0754 


29.510 


339.748 


0.02022 


0.68 


-1.02 


0.03628 


5396 


8008 


2.0754 


29.518 


339.666 


0.02216 


0.00 


7.85 


0.03624 


4929 


8009 


2.0755 


29.506 


339.819 


0.02024 


0.76 


-0.93 


0.03901 


5788 


8009 


2.0755 


29.514 


339.733 


0.02214 


0.00 


7.72 


0.03898 


5299 


8010 


2.0755 


29.498 


339.898 


0.02021 


0.75 


-1.12 


0.04185 


6207 


8010 


2.0755 


29.506 


339.817 


0.02186 


0.00 


6.55 


0.04181 


5743 


10001 


2.0757 


29.494 


339.967 


0.02023 


0.59 


-1.06 


0.04478 


6627 


10001 


2.0757 


29.502 


339.888 


0.02171 


0.00 


5.87 


0.04474 


6180 


10002 


2.0759 


29.490 


340.038 


0.02021 


0.55 


-1.17 


0.04781 


7070 


10002 


2.0759 


29.498 


339.964 


0.02150 


0.00 


4.92 


0.04776 


6651 


10003 


2.0759 


29.482 


340.120 


0.02022 


0.72 


-1.11 


0.05095 


7513 


10003 


2.0759 


29.490 


340.034 


0.02164 


0.00 


5.52 


0.05090 


7030 


10004 


2.0759 


29.478 


340.197 


0.02022 


0.73 


-1.14 


0.05417 


7974 


10004 


2.0759 


29.482 


340.122 


0.02138 


0.00 


4.38 


0.05412 


7547 


10005 


2.0759 


29.470 


340.283 


0.02026 


0.99 


-0.97 


0.05750 


8431 


10005 


2.0759 


29.474 


340.211 


0.02131 


0.00 


4.02 


0.05745 


8023 


10006 


2.0760 


29.462 


340.360 


0.02028 


1.01 


-0.88 


0.06093 


8908 


10006 


2.0760 


29.470 


340.290 


0.02123 


0.01 


3.65 


0.06087 


8516 


10007 


2.0759 


29.454 


340.455 


0.02033 


1.57 


-0.64 


0.06446 


9379 


10007 


2.0759 


29.462 


340.380 


0.02130 


0.01 


3.95 


0.06440 


8959 


10008 


2.0759 


29.446 


340.539 


0.02036 


1.47 


-0.54 


0.06809 


9873 


10008 


2.0759 


29.450 


340.465 


0.02125 


0.01 


3.73 


0.06802 


9463 


10009 


2.0761 


29.438 


340.630 


0.02037 


1.38 


-0.51 


0.07181 


10386 


10009 


2.0761 


29.446 


340.556 


0.02123 


0.01 


3.58 


0.07174 


9974 


10010 


2.0761 


29.430 


340.724 


0.02038 


1.37 


-0.46 


0.07564 


10907 


10010 


2.0761 


29.438 


340.639 


0.02133 


0.01 


4.04 


0.07557 


10432 



Long hot wire, low pressure 



8001 


0.1697 


2.405 


339.253 


0.01988 


1.31 


0.37 


0.01991 


20 


8001 


0.1697 


2.405 


339.160 


0.02417 


0.00 


18.06 


0.01989 


16 


8002 


0.1697 


2.405 


339.305 


0.01985 


1.37 


0.23 


0.02195 


22 


8002 


0.1697 


2.405 


339.225 


0.02298 


0.00 


13.82 


0.02193 


19 


8003 


0.1697 


2.405 


339.359 


0.01985 


1.11 


0.18 


0.02409 


24 


8003 


0.1697 


2.405 


339.279 


0.02267 


0.00 


12.65 


0.02406 


21 


8004 


0.1697 


2.405 


339.425 


0.01984 


0.99 


0.12 


0.02633 


26 


8004 


0.1697 


2.405 


339.345 


0.02241 


0.00 


11.59 


0.02630 


23 


8005 


0.1697 


2.405 


339.477 


0.01983 


0.88 


0.09 


0.02866 


28 


8005 


0.1697 


2.405 


339.410 


0.02173 


0.00 


8.85 


0.02863 


26 


8006 


0.1697 


2.405 


339.544 


0.01981 


0.80 


-0.05 


0.03110 


31 


8006 


0.1697 


2.405 


339.470 


0.02173 


0.00 


8.83 


0.03107 


28 


8007 


0.1698 


2.405 


339.611 


0.01982 


0.67 


-0.03 


0.03364 


33 
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Table 4. Steady-state results with single wires — Continued 



Point 


P 


P 


^ exp 


Aexp 




TBAND 


Relative 


1 


Ra 


no. 


(MPa) 


(kg m-') 


(K) 


(W m"' 1 


K-') 




Dev. (%) 


(W m"') 












Long hot wire, 


low 


pressure 








8007 


0.1698 


2.405 


339.540 


0.02153 




0.00 


7.96 


0.03360 


31 


8008 


0.1696 


2.401 


339.682 


0.01980 




0.69 


-0.15 


0.03627 


36 


8008 


0.1696 


2.401 


339.603 


0.02155 




0.00 


8.01 


0.03624 


33 


8009 


0.1697 


2.401 


339.748 


0.01980 




0.65 


-0.14 


0.03901 


39 


8009 


0.1697 


2.401 


339.678 


0.02124 




0.00 


6.64 


0.03897 


36 


8010 


0.1696 


2.401 


339.827 


0.01979 




0.48 


-0.23 


0.04184 


41 


8010 


0.1696 


2.401 


339.757 


0.02111 




0.00 


6.07 


0.04180 


39 



Short hot wire, high pressure 



9001 


2.0756 


29.550 


339.322 


0.02048 


1.73 


0.36 


0.01991 


2956 


9001 


2.0756 


29.562 


339.220 


0.02577 


0.00 


20.81 


0.01999 


2365 


9002 


2.0757 


29.550 


339.379 


0.02041 


1.36 


-0.01 


0.02195 


3267 


9002 


2.0757 


29.558 


339.267 


0.02567 


0.00 


20.51 


0.02204 


2615 


9003 


2.0757 


29.542 


339.433 


0.02039 


1.55 


-0.12 


0.02409 


3583 


9003 


2.0757 


29.554 


339.318 


0.02521 


0.00 


19.03 


0.02419 


2919 


9004 


2.0758 


29.538 


339.487 


0.02038 


1.15 


-0.20 


0.02633 


3914 


9004 


2.0758 


29.550 


339.371 


0.02475 


0.00 


17.52 


0.02644 


3245 


9005 


2.0758 


29.534 


339.548 


0.02033 


1.12 


-0.44 


0.02867 


4265 


9005 


2.0758 


29.546 


339.420 


0.02478 


0.00 


17.63 


0.02878 


3524 


9006 


2.0757 


29.526 


339.613 


0.02031 


1.10 


-0.57 


0.03110 


4625 


9006 


2.0757 


29.538 


339.474 


0.02476 


0.00 


17.54 


0.03123 


3822 


9007 


2.0757 


29.522 


339.680 


0.02029 


0.94 


-0.66 


0.03364 


4997 


9007 


2.0757 


29.534 


339.542 


0.02432 


0.00 


16.04 


0.03377 


4200 


9008 


2.0758 


29.518 


339.746 


0.02026 


0.89 


-0.85 


0.03628 


5389 


9008 


2.0758 


29.530 


339.583 


0.02471 


0.00 


17.37 


0.03642 


4453 


9009 


2.0757 


29.510 


339.817 


0.02023 


0.78 


-0.98 


0.03901 


5792 


9009 


2.0757 


29.526 


339.644 


0.02461 


0.00 


17.01 


0.03917 


4802 


9010 


2.0758 


29.502 


339.884 


0.02022 


0.78 


-1.04 


0.04185 


6205 


9010 


2.0758 


29.522 


339.697 


0.02466 


0.00 


17.15 


0.04202 


5135 


11001 


2.0765 


29.506 


339.950 


0.02019 


0.58 


-1.22 


0.04478 


6644 


11001 


2.0765 


29.526 


339.759 


0.02437 


0.00 


16.18 


0.04496 


5552 


11002 


2.0766 


29.502 


340.028 


0.02019 


0.83 


-1.25 


0.04781 


7081 


11002 


2.0766 


29.522 


339.805 


0.02486 


0.00 


17.80 


0.04801 


5807 


11003 


2.0767 


29.498 


340.106 


0.02020 


0.76 


-1.20 


0.05094 


7527 


11003 


2.0767 


29.518 


339.868 


0.02490 


0.00 


17.94 


0.05115 


6167 


11004 


2.0766 


29.490 


340.184 


0.02021 


0.73 


-1.21 


0.05417 


7987 


11004 


2.0766 


29.510 


339.940 


0.02470 


0.00 


17.24 


0.05439 


6601 


11005 


2.0766 


29.482 


340.266 


0.02023 


0.94 


-1.10 


0.05750 


8450 


11005 


2.0766 


29.502 


340.011 


0.02464 


0.00 


17.06 


0.05774 


7009 


11006 


2.0766 


29.474 


340.357 


0.02026 


1.04 


-0.96 


0.06093 


8921 


11006 


2.0766 


29.498 


340.091 


0.02464 


0.00 


17.02 


0.06118 


7415 


11007 


2.0766 


29.466 


340.440 


0.02031 


1.60 


-0.77 


0.06446 


9398 


11007 


2.0766 


29.490 


340.163 


0.02462 


0.00 


16.94 


0.06472 


7837 


11008 


2.0768 


29.458 


340.523 


0.02033 


1.45 


-0.66 


0.06808 


9894 


11008 


2.0768 


29.486 


340.243 


0.02445 


0.00 


16.33 


0.06836 


8320 


11009 


2.0768 


29.450 


340.622 


0.02035 


1.52 


-0.57 


0.07181 


10401 


11009 


2.0768 


29.478 


340.320 


0.02461 


0.00 


16.87 


0.07211 


8703 


11010 


2.0768 


29.442 


340.706 


0.02035 


1.39 


-0.59 


0.07563 


10930 


11010 


2.0768 


29.470 


340.392 


0.02455 


0.00 


16.65 


0.07595 


9171 










Voltmeter across 


the bridge 








7001 


0.1695 


2.401 


339.238 


0.01977 


1.19 


-0.18 


0.01991 


20 


7001 


0.1695 


2.401 


339.238 


0.01977 


0.20 


-0.18 


0.01991 


20 


7002 


0.1696 


2.405 


339.289 


0.01979 


0.96 


-0.07 


0.02195 


22 
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Table 4. Steady-state results with single wires — Continued 



Point 


P 


P 


^ exp 


Aexp 




TBAND 


Relative 


1 


Ra 


no. 


(MPa) 


(kg m-') 


(K) 


(W m"' K" 


-') 




Dev. (%) 


(W m"') 












Voltmeter across 


the bridg 


e 








7002 


0.1696 


2.405 


339.289 


0.01979 




0.15 


-0.07 


0.02195 


22 


7003 


0.1697 


2.405 


339.346 


0.01978 




0.77 


-0.14 


0.02409 


24 


7003 


0.1697 


2.405 


339.346 


0.01978 




0.14 


-0.14 


0.02409 


24 


7004 


0.1697 


2.405 


339.401 


0.01978 




1.07 


-0.16 


0.02632 


26 


7004 


0.1697 


2.405 


339.401 


0.01978 




0.15 


-0.16 


0.02632 


26 


7005 


0.1698 


2.405 


339.460 


0.01978 




0.89 


-0.18 


0.02866 


28 


7005 


0.1698 


2.405 


339.460 


0.01978 




0.13 


-0.18 


0.02866 


28 


7006 


0.1697 


2.405 


339.531 


0.01976 




0.57 


-0.28 


0.03110 


31 


7006 


0.1697 


2.405 


339.531 


0.01976 




0.12 


-0.28 


0.03110 


31 


7007 


0.1697 


2.401 


339.597 


0.01975 




0.54 


-0.36 


0.03363 


33 


7007 


0.1697 


2.401 


339.597 


0.01975 




0.06 


-0.36 


0.03363 


33 


7008 


0.1697 


2.401 


339.661 


0.01976 




0.57 


-0.34 


0.03627 


36 


7008 


0.1697 


2.401 


339.661 


0.01976 




0.11 


-0.34 


0.03627 


36 


7009 


0.1697 


2.401 


339.733 


0.01977 




0.42 


-0.27 


0.03900 


39 


7009 


0.1697 


2.401 


339.733 


0.01977 




0.11 


-0.27 


0.03900 


39 


7010 


0.1697 


2.401 


339.815 


0.01975 




0.41 


-0.42 


0.04184 


41 


7010 


0.1697 


2.401 


339.815 


0.01975 




0.13 


-0.42 


0.04184 


41 








Vacuum, sliort hot wire, 


very low 


pressure 








12001 


0.0013 


0.020 


338.819 


0.00472 




25.82 


-318.00 


0.00125 





12001 


0.0013 


0.020 


338.901 


0.00297 




0.14 


-564.60 


0.00125 





12002 


0.0013 


0.020 


339.281 


0.00431 




2.59 


-358.20 


0.00498 





12002 


0.0013 


0.020 


338.941 


0.00995 




0.07 


-98.29 


0.00500 





12003 


0.0014 


0.020 


340.050 


0.00426 




0.90 


-364.60 


0.01119 





12003 


0.0014 


0.020 


339.964 


0.00456 




0.04 


-334.00 


0.01124 





12004 


0.0015 


0.020 


341.128 


0.00423 




0.56 


-369.00 


0.01989 





12004 


0.0015 


0.020 


340.812 


0.00488 




0.03 


-306.40 


0.01997 





12005 


0.0014 


0.020 


342.520 


0.00422 




0.38 


-371.80 


0.03105 





12005 


0.0014 


0.020 


342.110 


0.00474 




0.03 


-319.60 


0.03118 






thermal conductivity surface for argon [12]. The mean 
of this adjustment is —0.35 %, the maximum is 
— 1.25 %. The next step is to average the results for the 
various power levels at each pressure. This step gives us 
13 or 14 points per isotherm. Theory indicates that the 
thermal conductivity is a nearly linear function of den- 
sity at low densities. Since values are now available, 
measured by two different methods in the same appara- 
tus, it is reasonable to combine both transient and 
steady-state values into one result. Thus the final step is 
to obtain averaged straight lines for each isotherm from 
the experimental results. These averaged straight lines 
become the basis for deviation plots to assess the accu- 
racy of the present steady-state and transient results. 

The averaged thermal conductivities adjusted to nom- 
inal isotherm temperatures are given in Table 5 along 
with the deviations of these values from the straight 
lines. From Table 5 it is easy to establish that the mean 
difference between transient and steady-state measure- 
ments is about 1 %, with the steady-state values nearly 
always higher. While transient and steady-state values 



agree to within their combined uncertainties, we cannot 
exclude the possibility that a systematic difference of 
about 1 % may exist between the two methods. Our 
straight-line intercepts are the values of the dilute-gas 
thermal conductivity Ao and the slopes are values of the 
first density correction Ai. The coefficients of the lines 
with their calculated expanded uncertainty at a level of 
uncertainty of 95 % are given in Table 6. 

The reason that we have used the thermal conductiv- 
ity surface of Younglove and Hanley [12] in this paper 
for comparisons, etc., rather than some of the other 
possible choices, will now become clear. The dilute-gas 
thermal conductivities of the Younglove and Hanley 
model [12] are equivalent to the theoretically derived 
values of Kestin et al. [14]. We conclude from Table 6 
that our dilute-gas thermal conductivities are lower than 
the theoretical values of Kestin et al. [14] as well as 
those of Aziz [15]. However, they appear to be in better 
agreement with those of Aziz. Our first density correc- 
tions are seen to depend slightly on temperature, unlike 
the theoretical results, which are constant. They appear 
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Table 5. Averaged thermal conductivity of argon, adjusted to even temperature 





Averaged transient data 






Averaged steady-state data 




p 


Aexp 


Dev. from 


P 


Aexp 


Dev. from 


(kg m-') 


(W m"' K"') 


line (%) 


(kg m--') 


(Wm"' K"') 


line (%) 






Nominal 


temperature 300 K 






122.4886 


0.02067 


0.09 


123.395 


0.02055 


-0.60 


113.6361 


0.02043 


-0.01 


114.259 


0.02046 


0.06 


102.7463 


0.02015 


-0.05 


103.361 


0.02007 


-0.53 


91.3571 


0.01984 


-0.19 


91.868 


0.02024 


1.73 


80.7629 


0.01956 


-0.28 


81.234 


0.01991 


1.42 


69.1979 


0.01922 


-0.56 


69.581 


0.01934 


0.02 


57.5930 


0.01892 


-0.63 


57.909 


0.01915 


0.54 


45.8204 


0.01868 


-0.35 


46.072 


0.01865 


-0.55 


33.9558 


0.01831 


-0.77 


34.156 


0.01847 


0.07 


21.9155 


0.01800 


-0.85 


22.027 


0.01811 


-0.25 


11.1655 


0.01778 


-0.59 


11.229 


0.01802 


0.74 


6.0162 


0.01752 


-1.35 


6.044 


0.01802 


1.45 


2.6765 


0.01781 


0.76 


2.689 


0.01777 


0.54 






Nominal 


temperature 320 K 






127.462 


0.02181 


-0.48 


128.149 


0.02202 


0.40 


115.574 


0.02146 


-0.65 


116.452 


0.02173 


0.50 


104.588 


0.02120 


-0.51 


105.379 


0.02148 


0.71 


93.974 


0.02087 


-0.75 


94.717 


0.02116 


0.54 


83.579 


0.02057 


-0.88 


84.178 


0.02090 


0.64 


73.472 


0.02035 


-0.65 


73.908 


0.02080 


1.47 


62.646 


0.02008 


-0.57 


62.982 


0.02041 


1.01 


52.152 


0.01982 


-0.49 


52.480 


0.02008 


0.77 


41.654 


0.01955 


-0.45 


41.862 


0.01959 


-0.28 


31.367 


0.01920 


-0.86 


31.399 


0.01931 


-0.29 


20.677 


0.01889 


-1.02 


20.785 


0.01918 


0.49 


10.227 


0.01867 


-0.73 


10.291 


0.01908 


1.43 


5.481 


0.01851 


-0.92 


5.513 


0.01879 


0.58 


2.573 


0.01868 


0.41 


2.593 


0.01868 


0.41 






Nominal 


temperature 340 K 






115.629 


0.02243 


-0.85 


116.632 


0.02301 


1.57 


108.091 


0.02223 


-0.82 


109.046 


0.02262 


0.80 


98.332 


0.02194 


-0.92 


99.195 


0.02247 


1.35 


88.401 


0.02173 


-0.64 


89.156 


0.02190 


0.05 


78.434 


0.02144 


-0.71 


79.077 


0.02171 


0.46 


68.579 


0.02117 


-0.71 


69.182 


0.02151 


0.80 


58.660 


0.02091 


-0.65 


59.203 


0.02111 


0.23 


48.800 


0.02065 


-0.60 


49.228 


0.02081 


0.11 


39.061 


0.02040 


-0.52 


39.389 


0.02059 


0.37 


29.214 


0.02009 


-0.72 


29.442 


0.02023 


-0.05 


19.283 


0.01977 


-0.96 


19.431 


0.02005 


0.43 


9.811 


0.01947 


-1.17 


9.883 


0.01989 


0.96 


4.890 


0.01951 


-0.27 


4.934 


0.01971 


0.74 


2.365 


0.01971 


1.10 


2.381 


0.01958 


0.45 



to be in better agreement with the values of Rainwater 
and Friend [16, 17] than with those of Bich and Vogel 
[18]. Good agreement is found with the previous work 
using the NIST low temperature instrument [19]. 

Finally, in Fig. 12 the present results are compared 
with our earlier ones [1,4,19-22], and with those of 



other authors [23-28] for a temperature of 300 K, where 
the baseline is the present least-squares fitted line (coef- 
ficients in Table 6). The present results are connected by 
lines to set them off from the others. All other results 
were shifted to a temperature of 300 K by using the 
thermal-conductivity surface of [12]. The largest shift is 
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Table 6. Experimental and theoretical dilute-gas thermal conductivity and first-density coefficients" for argon. Here, U is the expanded uncertainty 
(coverage factor k = 2, and thus a 2 standard deviation estimate) 

T Ao(exp) 2U ka Relative Ao° Relative Ao*" Relative 

(K) (Wm^'K"') (Wm^'K"') (Wm^'K"') dev. (%) (Wm^'K"') dev. (%) (W m"' K"') dev. (%) 



Dilute-gas thermal conductivity 


300 
320 
340 


0.01761 
0.01853 
0.01943 


0.00010 
0.00010 
0.00010 


0.01761 0.01784 
0.01871 -0.92 0.01883 

0.01979 


-1.30 
-1.62 
-1.85 


0.01772 
0.01870 
0.01966 


-0.62 
-0.92 
-1.18 


T 
(K) 


Ai(exp) 
(Wm"' K"') 


2U 
(Wm"' K"') 


A,"" Relative A,= 
(W m"' K"') dev. (%) (W m"' K"') 


Relative 
dev. (%) 


A,' 
(W m"' K"') 


Relative 
dev. (%) 


First-density coefficient 


300 
320 
340 


0.00099 
0.00106 
0.00110 


0.00006 
0.00006 
0.00007 


0.00106 -7.07 0.00105 
0.00106 0.00104 

0.00104 


-5.74 
1.79 
5.71 


0.00110 
0.00110 
0.00110 


-10.77 
3.87 
0.27 


"A, = 
"Ref 
'Ref. 
■"Ref 
°Refs 
'Ref 


(dKldp)T W L mor 

[22] 

[14] 

[15] 

. [16,17] 

[18] 


m K 











around 2.3 %, because a few of tlie original experimen- 
tal temperatures are as high as 308 K. Figure 12 shows 
that the present results, including the new steady-state 
data, are in good agreement with our earlier results 
[1,4,19-22]. Figure 12 also shows that all of the values 
assembled here, which include those from transient ex- 
periments, steady-state concentric cylinders [24], and 
steady-state parallel plate systems [23], agree to within 
1 %, a truly remarkable result. Comparisons made at the 
other two temperatures, 320 and 340 K, are quite similar 
to Fig. 12. 

4.4 Uncertainty 

The measurements were deliberately made over a 
wide range of power levels. For both transient and 
steady-state results those power levels which were either 
too small or too large were eliminated. For power levels 
that are too low, the bridge imbalance becomes com- 
parable to the background noise level and there is signif- 
icant uncertainty in the measured temperature rises. In 
general the instruments require a temperature rise of at 
least 2.5 K to obtain accurate transient results {STAT 
< 0.003). With power levels that are too high, curvature 
is found in the relation for AT vs ln(f ) for the transient 
measurements, as is typical of convection. The onset of 
natural convection is also observed in the steady-state 
measurements as a time-varying steady-state tempera- 
ture rise. Imposing certain limits on the experimental 
uncertainty parameter — a maximum STAT of 0.003 for 



the transient points and a maximum of 2 % in TBAND 
for the steady-state points — seem to be appropriate re- 
strictions. The uncertainty in transient thermal conduc- 
tivity data increases at densities below 28 kg m"^ (p = 1 
IVlPa). For valid steady-state measurements of the ther- 
mal conductivity, the Rayleigh number must be less than 
70 000. With these restrictions it is found that the rela- 
tive expanded uncertainty of the transient thermal con- 
ductivity is I % (^ = 2, see Fig. 9), the uncertainty of the 
steady-state thermal conductivity is 2 % (A: = 2, see Fig. 
10), while the agreement between the two methods is 
1 % (see Table 5). The overall agreement between our 
present results, our earlier transient results and the re- 
sults of many other authors is a truly remarkable 1 % 
(see Fig. 12). 

The steady-state results have a greater uncertainty 
than the transient ones. This can be attributed to a num- 
ber of factors. First, the steady-state experiment requires 
an accurate measurement of the temperature rise Ar 
quite similar to the measurement of thermal diffusivity 
in the transient hot-wire system [20,21]. Second, the 
steady-state measurement requires accurate determina- 
tion of the cell geometry: wire radius, cavity radius, 
eccentricity. Due to the constraints imposed by the onset 
of convection, the valid temperature rises for steady- 
state measurements are half those of the transient ones. 
Table 7 shows the mean temperature rises for both 
modes of operation. This may serve as a guide for oper- 
ating hot-wire cells in either the transient or steady-state 
mode. 
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Fig. 12. Deviations of the present results and those of other authors from the line average of the present transient and steady-state results for argon 
at 300 K. 



Table 7. Survey of the valid temperature rises 





Transient 




Steady 


state 


T 


No. points 


Ar„e.„ 


No. points 


Ar,„„ 


(K) 




(K) 




(K) 


300 


98 


2.082 


104 


1.261 


320 


105 


2.215 


120 


1.473 


340 


102 


3.378 


119 


1.826 



5. Summary 

It has been demonstrated tliat the thermal conductiv- 
ity of argon can be measured with a relative expanded 
uncertainty {k = 2) of 2 %, using a transient hot-wire 
system operating in an absolute steady-state mode. The 
bridge arrangement used in this experiment provides 
sufficient compensation, eliminating the problem of end 
effects for both transient and steady-state measure- 
ments. The selection of valid steady-state results is 



based on the shape of the curve of measured voltage 
rises, on the size of the error in the temperature rise, 
TBAND , and on the magnitude of the Rayleigh number. 
Since the fluid gap is quite large in transient hot-wire 
cells, the steady-state mode is restricted to the low-den- 
sity gas. The use of the absolute steady-state mode 
requires no information on the thermophysical proper- 
ties of the fluid of interest. This is a significant advan- 
tage for the measurement of thermal conductivities in 
the vapor phase of refrigerants where the fluid proper- 
ties are not known well enough to obtain accurate cor- 
rections for transient hot-wire measurements. From a 
fundamental point of view it can contribute to the deter- 
mination of accurate pair-interaction potentials for di- 
atomic molecules, especially the long-range weak inter- 
actions, a very active research field, by measuring the 
thermal conductivity of low-temperature vapors. 
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